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Quality Assurance for Gamma Knives

ABSTRACT
This report describes and summarizes the results of a quality assurance (QA) study of the Gamma Knife,
a nuclear medical device used for the gamma irradiation of intracranial lesions. The study's focus was on
the physical aspects of QA and did not address issues that are essentially medical, such as patient
selection or prescription of dose. A risk-based QA assessment approach was used. In this report, sample
programs for quality control and assurance are included.
The use of the Gamma Knife was found to conform to existing standards and guidelines concerning
radiation safety and quality control of external beam therapies (shielding, safety reviews, radiation
surveys, interlock systems, exposure monitoring, good medical physics practices, etc.) and to be
compliant with NRC teletherapy regulations. There are, however, current practices for the Gamma Knife
not covered by existing, formalized regulations, standards, or guidelines. These practices have been
adopted by Gamma Knife users and continue to be developed with further experience. Some of these have
appeared in publications or presentations and are slowly finding their way into recommendations of
professional organizations.
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EXECUTIVE SUMMARY
Introduction
This report describes and summarizes the results of a quality assurance (QA) study of a nuclear medical
device, the Gamma Knife*, used for therapeutic irradiation of intracranial lesions. The work was
performed by Lawrence Livermore National Laboratory for the U.S. Nuclear Regulatory Commission
(NRC). The study's focus was on the QA of the physical aspects of the device, such as mechanical and
electrical components, radiation dosimetry, and safety features. Medical QA issues, like patient selection
or prescription of dose, were not addressed.
External beam radiation therapy has evolved to the development of the Gamma Knife, a gamma (cobalt60) stereotactic radiosurgery device. Stereotactic radiosurgery is the use of external radiation in
conjunction with a stereotactic guidance device to very precisely deliver a dose to intracranial tissue
volumes. The Gamma Knife is a relatively new gamma therapy device, which was commercially
introduced into the U.S. for medical treatments in 1987. Current NRC regulations address procedures for
conventional cobalt-60 teletherapy devices, but do not necessarily address appropriate or comparable
procedures for the Gamma Knife. The NRC thus required a quality assurance study of the Gamma Knife
to aid in updating teletherapy regulations to include aspects of Gamma Knife-type devices.
Quality Assurance Assessment Approach
The objectives of this study were to 1) review and analyze current regulations, consensus standards, and
guidelines relevant to the safe use of the Gamma Knife-type devices, 2) identify quality assurance factors
for Gamma Knife-type systems and components involved in safety, and 3) compare the findings to
current NRC regulations and guidelines to identify any overlaps, gaps, or conflicts among existing
regulations and current practices.
Five steps were used in the quality assurance assessment process:
1. A quality assurance study protocol was developed in conjunction with a review of relevant
regulations, standards, and guidelines from regulatory and professional organizations.
2. The Gamma Knife facilities, equipment, functions, and operations were examined.
3. Quality assurance practices and procedures were identified.
4. Current Gamma Knife practices were compared to existing regulations and standards.
5. Findings were summarized.
Before beginning a quality assurance assessment of the Gamma Knife, device-relevant regulations,
standards, and guidelines were reviewed. These included NRC teletherapy regulations and voluntary or
consensus standards and guidelines produced by professional or medical organizations. Based on
preliminary background research on Gamma Knife-type devices, a quality assurance study protocol was
developed. The general areas covered by the protocol included:
•

General information on standards or guidelines

•

General quality assurance information

•

Quality control

•

Service and maintenance
The Gamma Knife is a registered trademark of Elekta Instruments, Inc.
vu

NUREG/CR-6324

Quality Assurance for Gamma Knives
•

Computerized treatment planning system

•

General and risk-related information

A multi-discipline team of physicians and medical physicists with expertise in teletherapy, and scientists
and engineers with extensive knowledge of QA and safety analyses developed a data collection plan,
based on the QA protocol, for examining Gamma Knife facilities, equipment, functions, and operations.
The collected data were used by the project team to identify quality assurance practices and procedures.
These included device functional and acceptance tests; QA procedures for gamma unit physics; dosimetry
and safety measures; pre-therapy performance checkouts; abnormal events during gamma unit operations;
emergency procedures; and maintenance and servicing. The observations were verified, refined, and
validated by Gamma Knife experts. The products of the analysis were quality assurance factors for
systems and components involved in safety and data on important QA elements and their tolerances.
The last step of the QA assessment was to compare the QA practices and procedures to existing NRC
regulations and consensus standards and guidelines.
Conclusions and Recommendations
It was found that the use of the Gamma Knife conforms to existing standards and guidelines concerning
radiation safety and quality control of external beam therapies and complies with NRC teletherapy
regulations.
Key findings for the quality assurance of the use of Gamma Knives are summarized in this report under
these topics:
•

Device registration and acceptance testing

•

Equipment and facilities

•

Radiation safety

•

Quality control and assurance

•

Maintenance and servicing

•

Emergency procedures

•

Computerized treatment planning system

•

Training

There are, however, some current practices for the Gamma Knife not covered by existing, formalized
regulations, standards, or guidelines. These practices have been adopted by Gamma Knife users and
continue to be developed with further experience. Some of these have appeared in publications or
presentations and are slowly finding their way into recommendations of professional societies.
The results of this study suggest several model quality assurance practices and procedures. Examples of
these are contained in the main text along with sample QA protocols in the appendices. Also contained in
the report are specific suggested changes to current NRC teletherapy regulations and guidelines to address
specific QA issues concerning the Gamma Knife.
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Section 1. Introduction

1. INTRODUCTION
Regulations, Part 35 (10 CFR Part 35)—address
procedures for conventional cobalt-60 teletherapy
devices (Subpart I), but do not necessarily address
appropriate or comparable procedures for the
Gamma Knife. Also, reports received by the NRC
indicate there are some cases of teletherapy
misadministrations with other cobalt-60 devices
that have resulted from equipment malfunctions
or human errors in treatment planning, dose
calculations, and measurements. It is reasonable
to project that comparable events may occur with
Gamma Knives. The NRC thus required a quality
assurance study of the Gamma Knife to
potentially aid the updating of teletherapy
regulations to include aspects of Gamma Knifetype devices.

1.1 Background and Objectives
This report describes and summarizes the results
of a quality assurance (QA) study of a nuclear
medical device, the Gamma Knife*, used for the
gamma irradiation of intracranial lesions. The
study's focus was on the physical aspects of QA
and did not attempt to address issues that are
essentially medical, such as patient selection or
prescription of dose. While it is recognized that
physical and medical quality assurance are
intertwined, this study only examined physical
aspects of QA in a narrow sense.
Radiation therapy has become one of the major
methods of treatment in the management of
cancer and other tumorous diseases. The objective
of conventional radiation therapy using a
teletherapy sealed source is to deliver a precisely
measured dose of radiation to a defined tissue
volume. External beam radiation therapy has
evolved to the development of the Gamma Knife,
a gamma (cobalt-60) stereotactic radiosurgery
device. Stereotactic radiosurgery is the use of
external radiation in conjunction with a
stereotactic guidance device to very precisely
deliver a dose to intracranial tissue volumes, such
as brain tumors and arteriovenous malformations.
Gamma Knife radiosurgery involves closed-skull,
single-treatment session irradiation of a lesion by
201 stationary cobalt-60 sources (6600 Curies)
geometrically arranged to converge into a dose
volume. The Gamma Knife is a relatively new
gamma therapy device, which was commercially
introduced into the U.S. for medical treatments in
1987.

The NRC Office of Nuclear Material Safety and
Safeguards (NMSS) instructed the Fission Energy
and Systems Safety Program of Lawrence
Livermore National Laboratory (LLNL) to
examine quality assurance practices and
procedures for the Gamma Knife. LLNL's
objectives were to 1) review and analyze current
regulations, standards, and guidelines relevant to
the safe use of Gamma Knife-type devices, and 2)
identify quality assurance factors for Gamma
Knife-type systems and components involved in
safety. This is a report on LLNL's findings
regarding the physical QA of the Gamma Knife.

1.2 Scope and Organization of
Document
This document describes the results of a quality
assurance assessment of the use of the Gamma
Knife. The assessment focused on the physical
(mechanical and electrical), radiation dosimetry,
and safety features of the device. Quality
assurance issues regarding medical practices and
judgments were not addressed.

The U. S. Nuclear Regulatory Commission (NRC)
has the authority to regulate the medical use of
nuclear byproduct material—or radiation from
byproduct material—to protect the health and
safety of patients, while recognizing that
physicians have the primary responsibility for the
protection of their patients. Current NRC
regulations—Title 10 of the Code of Federal

The steps in the quality assurance study are
illustrated in Figure 1-1. Before beginning a
quality assurance assessment of the Gamma

* The Gamma Knife is a registered trademark of Elekta
Instruments, Inc.
1
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Review relevant
regulations, standards
and guidelines

Develop quality assurance
study protocol

-i—

Examine Gamma Knife
facility, equipment,
functions and operations

Identify quality assurance
practices and procedures

X
Compare current practices to
existing regulations and
standards

Summarize findings

Figure 1-1. Steps in the quality assurance study.
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Knife, device-relevant regulations, standards, and
guidelines were reviewed. These included NRC
teletherapy regulations and voluntary or
consensus standards and guidelines produced by
professional or medical organizations. Based on
preliminary background research on Gamma
Knife-type devices, a quality assurance study
protocol was developed. This protocol listed
issues and questions to be addressed during the
review of relevant regulations, standards, and
guidelines and during the QA assessment process.
The general areas covered by the protocol
included quality control (QC) and QA practices
and procedures, device maintenance and
servicing, QA of the computerized treatment
planning system (CTPS), and miscellaneous riskrelated information.

procedures associated with the use of the Gamma
Knife. These observations were verified, refined,
and validated by Gamma Knife experts. The QA
measures were then compared to existing NRC
regulations and consensus standards and
guidelines to identify the overlaps and any gaps or
conflicts among existing regulations and current
practices. The findings of the QA study are
summarized in this report.
Section 2 discusses the review of relevant
regulations, standards, and guidelines from
professional and standard-setting organizations,
including the QA study protocol. The quality
assurance assessment process is outlined in
Section 3. Section 4 describes the device
registration and acceptance testing. Facilities and
equipment descriptions are contained in Section 5.
Radiation safety is addressed in Section 6.
Reviews of quality assurance/control,
maintenance, and emergency procedures are
addressed in Sections 7, 8, and 9, respectively.
QA aspects of the computerized treatment
planning system are summarized in Section 10.
Training issues are described in Section 11.
Finally, specific issues regarding the perceived
mis-matches between existing 10 CFR Part 35
regulations and current Gamma Knife practices
are summarized in Section 12. A Bibliography of
documents reviewed during this study is attached.

The design of the Gamma Knife makes it a
relatively simple mechanical machine with very
few moving parts. But in using the device, great
care must be taken by the Gamma Knife medical
team to plan and administer the correct dose and
treatment to the patient.
Limited data exists concerning safety component
performance for this relatively new device. Most
operational information resides in the experience
base of the manufacturers and users. As such, the
project team primarily based the quality assurance
assessment on facility visits, interviews with the
manufacturer and users, and observations of
patient treatments.

In Appendix A, QA recommendations and
guidelines, not necessarily specific to the Gamma
Knife, from medical or standard-setting

In the QA assessment process, Gamma Knife
facilities and equipment were examined, along
with the functions and operations of the Gamma
Knife system during treatments. Based on these
studies, the QA project team postulated a set of
current quality assurance practices and

organizations are compared-in a matrix format-to
the NRC's regulations in 10 CFR Part 35 to
display any gaps or overlaps. Other Appendices
contain more detailed information on the Gamma
Knife and sample protocols supporting quality
assurance.

3
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2. REVIEW OF RELEVANT REGULATIONS,
STANDARDS, AND GUIDELINES
The first phase of the QA study was to collect
information regarding current regulations,
standards, and guidelines relevant to radiation
therapy devices, like the Gamma Knife, from the
NRC and other regulatory, medical, and standardsetting organizations.
Nuclear byproduct material, or radiation
therefrom, is regulated by either federal or state
laws. The Food and Drug Administration (FDA)
provides market approval for cobalt-60
teletherapy units based on substantiated safety and
effectiveness of the units. The FDA approves
devices for sale and, prior to the passage of the
Safe Medical Devices Act of 1990, monitored
device use and performance through required
manufacturer reports of safety-relevant incidents.
There is now a medical device reporting
requirement for users to notify the FDA directly
about device malfunctions or abnormalities.
Twenty-eight states, known as Agreement States,
have entered into an agreement with the NRC to
regulate the use of byproduct material (as
authorized by section 274 of the Atomic Energy
Act). These States issue licenses and currently
regulate about 4,000 institutions, e.g., hospitals,
clinics, or physicians in private practice, while the
NRC has about 2,000 byproduct licensees. The
Agreement States' regulations for byproduct
material are comparable to those of the NRC.
The NRC regulates the use of byproduct material
in medicine by licensing and regulating
institutions that use such material in diagnostic or
therapeutic applications. The NRC issues
regulatory requirements through the Code of
Federal Regulations and by licensee conditions
that authorize and control the use of byproduct
material. The NRC also provides guidance
regarding its regulatory requirements by means of
Regulatory Guides and Policy and Guidance
Directives to the NRC staff. This system of rules,
policies, and guidance implements the NRC's

workers and the general public. The NRC tries to
minimize intrusion into medical judgments
affecting patients and into other areas traditionally
considered to be a part of the practice of
medicine. NRC regulations are predicated on the
assumption that properly trained and adequately
informed physicians will make decisions that are
in the best interest of their patients.
The NRC's regulations are published in Title 10
of the Code of Federal Regulations (10 CFR). Part
20 contains the standards for protection against
radiation, while Part 35 deals specifically with the
medical use of byproduct material. Subpart I Teletherapy of 10 CFR Part 35 contains specific
regulations for conventional cobalt-60 teletherapy
facilities. Some of the quality control and
calibration requirements for teletherapy facilities
may not be appropriate for the external beam
therapy technology of the Gamma Knife.
The NRC distinguishes between the unavoidable
risks attendant in purposefully prescribed and
properly performed clinical procedures and the
unacceptable risks of improper or careless use. In
1991, the NRC amended 10 CFR Part 35 to
require implementation of a quality management
program—known as the Quality Management
(QM) Rule (10 CFR Parts 35.2 and 35.32)—to
provide confidence that radiation will be
administered as directed by an authorized user.
Regulatory language specific to the Gamma Knife
is contained in the QM rule.
NRC Regulatory guides are issued, after a formal
review and comment process, to assist institutions
in meeting the requirements of the regulations.
The guides provide additional information and
suggested procedures and programs: they do not
require compliance. For instance, Regulatory
Guide 8.33, "Quality Management Program"
provides guidance to licensees and applicants for
developing policies and procedures to establish
their QM program required by the QM rule,

general policy (Federal Register, Vol. 44, p. 8242,

including suggested policies and procedures for

February 9,1979 (44 FR 8242)) of providing
regulations necessary for the radiation safety of

gamma stereotactic radiosurgery.
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QA topics not linked to NRC regulations and
guidelines were included in the protocol and were
based on the project team's background research
on radiation therapy devices and experience in
QA assessments. This was particularly true in the
areas of maintenance and Computerized
Treatment Planning Systems (CTPS).

The NRC regulates the radiation safety of patients
where justified by the risk to patients and where
voluntary standards, or compliance with such
standards, is inadequate (44 FR 8242). Voluntary
or consensus standards are produced by
professional or medical organizations. Many of
the quality assurance and radiation safety
voluntary standards concerning other external
beam therapeutic procedures are relevant to the
use of the Gamma Knife.

At the direction of the NRC, the following
organizations were contacted:

To collect and review information from the
regulatory and consensus organizations, LLNL
developed a comprehensive survey protocol of
QA issues. The primary QA or safety areas
covered were:
1.0 General information on standards
or guidelines
2.0 General quality assurance information

•

American National Standards Institute
(ANSI)

•

Food and Drug Administration (FDA)

•

American College of Radiology (ACR)

•

American Association of Physicists in
Medicine (AAPM)

•

Hospital Physicists Association (HPA)

•

National Council on Radiation Protection and
Measurement (NCRP)
International Commission on Radiological
Protection (ICRP)

3.0 Quality control
4.0 Service and maintenance

•

5.0 Computerized Treatment Planning
System (CTPS)

•

Institute of Physical Sciences in Medicine
(EPSM)

•

International Atdmic Energy Agency (IAEA)

•

American Society of Therapy, Radiology, and
Oncology (ASTRO)

•

National Institute of Standards and
Technology (NIST)

•

International Electrotechnical Commission
0EC)

6.0 General and risk-related information
A complete listing of the protocol topics are
provided in the Appendix A matrices. The topics
were determined and linked, in part, to existing
NRC teletherapy and safety regulations and
guidelines such as:
•

10 CFR Parts 35 and 20

•

Regulatory Guide 10.8, Revision 2, "Guide
for the Preparation of Applications for
Medical Use Programs"

•

Regulatory Guide 8.33, "Quality Management
Program"

•

Draft Regulatory Guide FC 414-4, "Guide for
the Preparation of Applications for Licenses
in Medical Teletherapy Programs"

•

Regulatory Guide 8.18, "Information
Relevant to Ensuring That Occupational
Radiation Exposures at Medical Institutions
Will Be As Low As Reasonably Achievable"

•

The protocol provided a structured approach to
information collection, analysis, and reporting.
Information was obtained from the standardsetting organizations by telephone interviews, inperson interviews, and collection of pertinent
documents. The protocol provided a means to
compare recommendations among organizations
as well as with NRC regulations and guidelines.
The protocol results indicate that limited
regulatory and guideline information exists
specific to the Gamma Knife. NRC's QM Rule
(10 CFR Parts 35.2 and 35.32) and Regulatory
Guide 8.33 were the only documents containing a
reference to the Gamma Knife. However, many of

Regulatory Guide 8.23, "Radiation Safety
Surveys at Medical Institutions"
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(ISRS) and the American Association of
Neurosurgeons (AANS) are considering the
establishment of committees to provide
recommendations for the use of Gamma Knives.
Also, the American Association of Physicists in
Medicine (AAPM) Radiation Therapy Committee
has several active task groups that could include
information about the Gamma Knife in their
reports in preparation. These include Task Group
40, Quality Assurance in Radiation Oncology
(this report will supersede the recommendations
of AAPM Report 13 (AAPM 1984)); Task Group
42, Stereotactic Radiosurgery; and Task Group
50, Standards for 3D Radiation Treatment
Planning Systems.

the QA and radiation safety issues concerning
other external beam therapeutic procedures are
relevant, if only tangential, to the use of the
Gamma Knife. This is especially true in the area
of radiation safety, shielding, safety reviews,
radiation surveys, interlock systems, exposure
monitoring, and good medical physics practices.
In Appendix A, the most pertinent documents are
summarily described and compared-in a matrix
format-to the NRC's regulations in 10 CFR Part
35 to show any information gaps or overlaps. A
listing of all documents reviewed in this study is
in the Bibliography.
In reviewing the standard-setting organizations, it
was found that standards and guidelines specific
to the Gamma Knife have been and are being
developed, first and foremost, by the user
community. The impetus for quality assurance
comes first from oversight by the manufacturer.
QA procedures are typically encoded in the user
manuals and take the form of acceptance tests,
dosimetry methods, treatment procedures,
maintenance schedules, emergency procedures,
etc.

Basically, it was found that the use of the Gamma
Knife conforms to existing standards and
guidelines concerning radiation safety and quality
control of external beam therapies (shielding,
safety reviews, radiation surveys, interlock
systems, exposure monitoring, good medical
physics practices, etc.) and complies with NRC
teletherapy regulations. There are, however,
current practices for the Gamma Knife not
covered by existing, formalized regulations,
standards, or guidelines. These practices have
been adopted by Gamma Knife users and continue
to be developed with further experience. Some of
these have appeared in publications or
presentations and are slowlyfindingtheir way
into recommendations of professional societies.

There is an annual Gamma Knife users meeting
which includes quality assurance issues among
the medical presentations. The user information is
formalized through publications and, more
recently, through professional organizations. The
International Stereotactic Radiosurgery Society

7
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3. QUALITY ASSURANCE ASSESSMENT PROCESS
maintenance, and emergency procedures; and
tasks in the treatment process.

The steps in the quality assurance study are
illustrated in Figure 1-1. The study protocol
developed in the preliminary phase of this study
provided a framework for the QA assessment of
the Gamma Knife, and a basis for comparison of
current practices to NRC regulations. A detailed
listing of the protocol topics and their linkages to
10 CFR Part 35 sections and other organizations'
regulations, standards, and guidelines are
provided in Appendix A.

The project team went on a two-day site visit to a
Gamma Knife facility, with the Gamma Knife's
lead design engineer and the facility's medical
physicist present. This afforded an opportunity to
inspect the Gamma Knife and ask questions. A
mock acceptance test procedure and routine
calibrations and checks were performed, and the
medical physicist walked through the treatment
procedure, noting all the checks he performs to
ensure accuracy in the treatment. This experience
helped the team understand what system
sequences were pertinent to potential risks, the
relative importance of hazards and failure modes,
and the QA tasks in the treatment procedure. On
the second day, a Gamma Knife patient treatment
was observed, from imaging and lesion
localization to treatment planning, and patient
positioning and treatment. This permitted a
verification and validation of what was learned
the day before.

Given the protocol, the first step in the QA
assessment process was to examine and
understand the Gamma Knife facility, equipment,
functions and operations.
A multi-discipline team made up of physicians
and medical physicists with expertise in
teletherapy; risk assessment experts; and scientists
and engineers with extensive knowledge of QA
and safety analyses, was organized to gather
information. A data collection plan, based on the
QA protocol, was formulated and included
background research, visits to the manufacturer
and Gamma Knife facilities.

Figure 3-1 shows the relationship of Gamma
Knife treatment and quality assurance activities.
Only QA activities associated with the Gamma
Knife facility were examined. The project team
did not investigate QA practices in imaging
facilities (CT, MRI, angiography) nor in
neurosurgical suites.

Background research on the Gamma Knife
involved documents and user manuals provided
by Elekta, and literature searches. The user
manuals and literature searches contained
descriptions of the Gamma Knife components,
cautionary notes with regard to safety, and stepby-step descriptions of how to operate the Gamma
Knife and perform treatments. While most of the
published literature on the Gamma Knife concerns
medical issues, there were some articles on
radiation safety and quality assurance.

During the course of the project, the team visited
and observed patient treatments at about half (five
sites) of the then-existing Gamma Knife facilities
(new facilities are steadily being established).
These empirical experiences helped to refine the
identification of quality assurance elements.

Elekta made presentations to LLNL and NRC
personnel on the design and use of the Gamma
Knife, its manufacturing process, and the loading
of the cobalt-60 sources. The presentations
provided a sound theoretical understanding of
how the Gamma Knife systems work; potential
hazards or safety concerns; quality assurance,

The University of California at San Francisco
(UCSF) Medical Center had recently acquired a
Gamma Knife. Thus, there was a nearby Gamma
Knife on which to perform further investigations,
and learn from UCSF's experience with the use of
the Gamma Knife.

9
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Gamma Knife Treatment Process

Patient selected and scheduled
for a Gamma Knife treatment

Medical physicist or
radiotherapy technician
performs daily QA checks
on Gamma Knife facility

Imaging and localization of
treatment site

Medical physicist performs
QA checks of treatment
planning system

Patient positioning and
treatment

Figure 3-1. Row diagram of major Gamma Knife treatment and quality assurance activities.
The next step in the QA assessment process was
to postulate a set of quality assurance issues and
identify QA practices intended to meet those
issues. The types of hazards encountered in the
use of the Gamma Knife included:
• Ionizing radiation to the patient during the
treatment cycle, the practitioner during
normal operating and emergency conditions,
and the public;

•

Electrical inadvertent activation and deactivation, and electrical component and
power source failures; and

•

Mechanical operations of the gamma unit.

•

•

Device functional and acceptance tests;

•

Quality assurance procedures for gamma unit
physics;

•

Dosimetry and safety measures;

The project team developed the following
preliminary list of processes or sequences
pertinent to these hazards and QA issues
associated with the use of the Gamma Knife:

Hydraulic pressure in containers and
components under rapid pressure changes;
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•

Pre-therapy performance checkouts;

•

Abnormal events during gamma unit
operation;

As a result of this assessment process, key topics
for the quality assurance of the use of Gamma
Knives were found to be:
• Device registration and acceptance testing;

•

Emergency procedures; and

•

Equipment and facilities;

•

Maintenance and servicing.

•

Radiation safety;

•

Quality control and assurance;

•

Maintenance and servicing;

•

Emergency procedures;

•
•

Computerized treatment planning system; and
Training

These observations were then verified, refined,
and validated by Gamma Knife experts. The
products of this interactive analysis were the
identification of quality assurance factors for
Gamma Knife systems and components involved
in safety and data on important quality assurance
elements and their tolerances.

Findings of the QA assessment for each of these
topics is summarized in the remaining sections of
the report. Section 12 contains afinalsummary of
regulatory issues versus current Gamma Knife
practices.

The next step of the QA assessment was to
compare the QA practices and procedures to
existing NRC regulations and consensus standards
and guidelines to identify overlaps, gaps, or
conflicts among existing regulations and current
Gamma Knife practices.

11
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4. DEVICE REGISTRATION AND ACCEPTANCE TESTING
visit was very important, since this is the only
place to see pertain aspects of the equipment and
certain points of the quality assurance program,
such as:

The Leksell Gamma Unit or Gamma Knife is
registered in the State .of Georgia, an NRC
Agreement State. Service is licensed by the State
of Georgia to Elekta Instruments, Inc. for 1)
installation, relocation, and removal of the Leksell
Gamma Units from treatment rooms, and 2)
maintenance, repair, and operation testing of the
Leksell Gamma Unit.
The Gamma Knife has market approval from the
Food and Drag Administration (FDA) via the
510(k) Premarket Notification process (FDA 904158). Cobalt-60 teletherapy units are classified
as Class II devices and are controlled by
substantiation of safety and effectiveness. This
substantiation can be provided by a justification
of "substantial equivalence" to existing devices.
The content format for such a justification is not
specified. In fact, the device does not even have to
be built and operating to receive 510(k) approval,
if the FDA finds the manufacturer's information
about the device satisfactory. This is not true for
Class IE devices which require pre-market
approval (PMA) and demonstrated safety and
effectiveness with clinical trials.

•

Inspection of the radiation unit while
unloaded of cobalt-60

•

The manufacturing process including quality
assurance and control

•

The beam channel accuracy test

•

Focal point measurements

•

Function test performed at the factory

•

The handling of Gamma Knife information
with Elekta

•

Individuals responsible for the development
and design of the Gamma Knife, including the
loading and testing of the computerized dose
planning system

The manufacturing practices are essential to the
safe operation of the Gamma Knife. They
determine and fix, for the life of the machine, the
possible limits of accuracy and precision for
radiosurgical incisions.

The FDA approves devices for sale and, prior to
the passage of the Safe Medical Devices Act of
1990, monitored device use and performance
through required manufacturer reports of safetyrelevant incidents. There is now a medical device
reporting requirement for users to notify the FDA
directly about any device malfunctions or
abnormalities.

The Gamma Knife manufacturer employs quality
checks for materials, fabrication, and functionality
(without gamma sources) before shipping the
device to a user facility. The materials protocol
includes review of quality declarations by the
suppliers; inspection of materials composition;
and tests for defects. Elekta has a policy of always
having two suppliers for its components, and the
quality of components delivered is carefully
checked. Components are tracked by gamma unit
number, so that any failure can be traced back to
the supplier.

The FDA has guidelines for good manufacturing
practices (FDA 91-4179). The manufacturer is
also required to maintain a file on the history and
performance of the device, and the FDA is
required to inspect manufacturers of approved
devices once every two years. Trade societies
such as the National Electrical Manufacturers
Association (NEMA) and the Health Industry
Manufacturers Association (HIMA) also have
good manufacturing practices guidelines.

The fabrication protocol includes measurements
of helmet fittings and beam channel and
collimator fittings. The final collimator quality,
beam channel accuracy tests, and focal point
measurements ensure that the 201 gamma beams
focus within a 0.3 mm diameter of the mechanical
center of the device. Measurements are also made

As part of the quality assurance process, a visit
was made to the manufacturer's facilities. This
13
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radiophysical, medical, and general tests.
Manufacturer-supplied documentation includes
leak test results and activities of the cobalt-60
sources; quality assurance declarations on
materials; and results of the fabrication
measurement protocols.

to ensure the accuracy of tools and devices that
will be utilized by facilities for quality control and
assurance checks.
The manufacturer tests the device's mechanical
and electric functions for correct operation and
safety. These test are performed without gamma
sources in the radiation unit. The modes for which
such tests are made include the treatment
positioning procedure, user supervision of device
operations, and safety procedures.

The function tests include treatment positioning;
treatment safety timers, interrupts, and interlocks;
and emergency procedures. Dummy runs are
performed to check the mechanical and electrical
installations. The radiophysical tests involve
measuring the radiation dose rate, the spatial
absorbed dose distribution, the focus point, and
radiation protection from leakage and scattered
radiation in compliance with NCRP 102. The
medical and general tests simulate device
operation with checks of various components and
safety features. These include simulated power,
hydraulic, and mechanical failures; treatment
intervention by the user; simulated use of the
stereotactic instrument and dose planning system;
and simulated treatments. Part of the final
acceptance test is the performance by the
authorized user of calibrations and safety checks
that will also be performed during the lifecycle of
the device. During these tests, users are taught
about the critical components of the Gamma
Knife in various operating and emergency modes.

The treatment positioning procedure is simulated
to ensure that the safety timers, console
indicators, and helmet microswitches are set and
working properly. In the supervision functions,
the behaviors of the unit during a power failure or
hydraulic failure are checked. The unit is also
tested for proper performance when the user
intervenes in the treatment cycle, by invoking the
emergency interrupt or treatment stop functions.
The emergency procedures are carried out to
ensure that the device responds appropriately.
Also, the unit's safety interlock systems are
checked. Finally, the gamma unit is inspected to
ensure all components, tools, and spare parts are
present and in good shape.
After the Gamma Knife is installed (with gamma
sources) at a facility, acceptance tests are
performed. These tests include function,

NUREG/CR-6324
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5. EQUIPMENT AND FACILITIES
narrow beams that converge at the center of the
sphere. A movable external collimator device or
helmet is advanced hydraulically to align with the
fixed internal collimators inside the sphere. The
combined collimators cause the irradiation beams
to converge at the center of the sphere. The crosssectional diameter of the beams at the focal point
can be varied by changing the size of the circular
apertures of the collimators in the helmet. In
addition, any of the removable collimators can be
replaced with an occlusive plug to prevent
irradiation of the lens or critical structures near
the target. For each helmet, a pair of trunnions
serves as a fixation point for the stereotactic
frame, which in turn is attached by four pins to
the outer surface of the patient's skull. General
technical specifications of the Gamma Knife are
included in Appendix B.

The Gamma Knife is a gamma radiation device
designed to perform stereotactic radiosurgery of
the brain. Dr. Lars Leksell, a neurosurgeon at the
Karolinska Institute in Stockholm, Sweden, first
proposed the use of external radiation beams with
the guidance of a stereotactic frame to precisely
locate and treat surgically inaccessible lesions
within the brain (Leksell 1971). Leksell's early
work used proton beams, a linear accelerator, and
a cobalt unit. The first Gamma Knife (using 179
cobalt-60 sources) was installed at Karolinska in
1968. It was designed for the treatment of
functional neurosurgical symptoms. A second unit
was designed in the early 1970s to produce a
spherical radiation dose for treatment of tumors
and Arteriovenous Malformations (AVMs). The
unit that was designed for and used by the
Karolinska Institute in 1968 was donated to the
University of California at Los Angeles (UCLA)
in 1981, entering the United States as a research
unit on a broad byproduct license. In the 1980s,
the third and fourth gamma units, which had 201
cobalt-60 sources, were installed in Buenos Aires,
Argentina, and Sheffield, England, respectively.
The fifth Gamma Knife was the first 201 cobalt60 source unit in the U.S. and was installed at the
University of Pittsburgh Medical Center in 1987
(Maitz et al. 1990, Lunsford et al. 1989). To date,
there are approximately 15 Gamma Knives
installed in the U.S., and more than 7000 U.S.
patients have undergone radiosurgical treatments
with Gamma Knives.

The cumulative radiation from 201 beams results
in a concentrated radiation dose at the center of
the sphere (with a rapid exponential dose falloff in
all directions from the center) while sparing tissue
along the 201 individual beam entry paths. In
other words, a high level of radiation is delivered
in the precise center of the sphere, and a very low
dose of radiation is delivered to regions away
from the center. The concentrated dose or beam
profile occupies a volume in three-dimensional
space. Each isodose line, determined as a
percentage of the total dose, defines an isodose
volume. In a Gamma Knife treatment, the
patient's head, held in the stereotactic head frame,
is positioned so that the center of an intracranial
target volume is at the beam focal point. Ideally, a
radiation isodose volume should superimpose on
the three-dimensional volume of the intracranial
lesion. The total dose delivered to the external
contour target volume depends on the activity of
the cobalt-60 sources, the isodose line that
conforms to the lesion contour, and the length of
time the patient's head remains positioned in the
gamma unit.

The U.S. Gamma Knife model consists of a
radiation unit, four interchangeable collimator
helmets, a patient treatment table, a hydraulic
system, a control console, and a treatment
planning computer system. The Gamma Knife is
pictured in Figure 5-1, and its major components
are illustrated in Figures 5-2 through 5-4. The
radiation unit has 201 cobalt-60 sources that are
arranged in a large, heavily shielded sphere
(18,000 kg) (see Figure 5-3 and 5-4). Radiation
from each cobalt-60 source is collimated into

15
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Figure 5-1. The Gamma Knife.
(Adapted from materials supplied by Elekta Instruments)
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Upper shield
Shielding door
Collimator helmet

Helmet support

Base shield

:

rame with

Sliding cradle

hydraulic equipment

Fig. 3. The gamma unit with operating table

Figure 5-2. Major components of the gamma unit.
(Adapted from materials supplied by Elekta Instruments)
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Collimator, 201 pes
Beam sources, 201 pes

Upper hemispherical shield
Hinge
Shielding door

Centra! body
Hydraulic power
Base shield

Piston
Link
Figure 5-3. Major components of the radiation unit
(Adapted from materials supplied by Elekta Instruments)

Figure 5-4. Schematic of the treatment position.
(Adapted from materials supplied by Elekta Instruments)
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Example of Gamma Unit Suite
Leksell Stereotactic Gamma Unit

Figure 5-5. A typical Gamma Knife suite or treatment facility.
(Adapted from materials provided by Elekta Instruments)
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NRC, it was decided that organizational reliability
issues were beyond the scope of the study.

A typical Gamma Knife facility or suite (Figure 55) consists of a treatment room, hydraulic room,
control console, treatment planning area, patient
preparation area, medical physics area, a
bathroom, and storage. A Gamma Knife suite is a
dedicated facility and is used only for Gamma
Knife source loadings and treatments. Facility site
planning criteria are contained in Appendix B.
The gamma unit is isolated in a shielded treatment
room with a shielded door interlock system. The
room shielding is designed to meet NRC
requirements for teletherapy units (Maitz et al.
1990). Recommendations in Report 49 of the
National Committee on Radiation Protection and
Measurements (NCRP 1976) are used as
guidelines. Exposure rates are limited to 2 mR/hr
in both controlled and non-controlled areas.
Normal operations constitute a maximum
workload of two patients per day, five days per
week. The control console is usually placed just
outside the treatment room door to provide easy
access to the treatment room and the hydraulic
room. The control console is equipped with two
separate event counters as well as treatment
control and interrupt push-button switches. A
television monitor is connected to cameras within
the treatment room and a microphone system for
two-way verbal communication with the patient is
included.

It was observed that the treatment process steps
used by different facilities were very similar. The
Gamma Knife treatment procedure is well-defined
and includes a series of steps that have to be done
in the correct order. The treatment process
consists of three phases: imaging and localization
of lesion; treatment planning; and patient
positioning and treatment.
A single treatment may include several Gamma
Knife "shots." Each shot corresponds to a set of
patient positioning, dose profile, and time
parameters. The shot parameters are selected
during the treatment planning process so that their
superposition or aggregated effects meet the
desired treatment plan of the medical team.
Stereotactic radiosurgery begins with the patient's
head fixed in a Leksell stereotactic frame system.
This is applied to the patient, under local
anesthesia, via a four-pin fixation. Once affixed,
the frame remains in place as a reference
coordinate system until treatment is completed.
Depending on the type of disease to be treated,
various diagnostic imaging techniques can be
used for localization. Computed Tomography
(CT) or Magnetic Resonance Imaging (MRI) are
used for tumors. For AVMs, the most common
disorder treated with radiosurgery, a set of
orthogonal angiographic images of the brain is
taken. The stereotactic frame's rectilinear fiducial
coordinate system is realized on the images, from
which three-dimensional coordinates and
magnification factors of the target lesion's
position are determined.

The Gamma Knife treatment process utilizes
resources and facilities under the control of
different hospital departments. Gamma Knife
medical teams consist of a neurosurgeon,
radiation oncologist, medical physicist, and a
radiotherapy technician or a registered nurse. The
team is usually a dedicated team, with authorized
substitutions when necessary. Some facilities have
more than one team.

Based on the size, shape, and location of the
target lesion as seen on the localization images,
the coordinates of each proposed radiation shot or
isocenter at the target contributing to the
treatment are determined. Multiple shots are often
needed in a single treatment to irradiate lesions
either too large to cover with a single shot or
sufficiently irregular in shape to require a
combination of various-sized isocenters. The
proposed shots, i.e., the coordinates, collimator
sizes, gamma angles (defined as the angle of the

Attachment of the stereotactic frame to the
patient's skull is performed by the neurosurgeon.
Radiological images are taken in the CT, MRI,
and angiography facilities. The Gamma Knife
facility itself may be under the control of
neurosurgery or radiation oncology or both.
Personnel from medical physics perform quality
assurance on the gamma unit and the treatment
planning equipment. In consultation with the
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patient's head with respect to the frame), and
required dose are entered into the computerized
treatment planning system that is provided with
the gamma unit. The computer system can
calculate and display the composite isodose
distribution for all three principal axes. In

The patient lays on a treatment table during
treatment with the stereotactic frame attached by
trunnions to the collimating helmet. A hydraulic
system controls the opening and closing of the
steel shielding door of the radiation unit and the
movement of the treatment table in and out of the

treatment planning, the computer-generated

unit. In the event of a power or hydraulic failure, a

isodose contour plots are superimposed upon the
imaging study on which the target volume has
been defined, until selected dose contours are
aligned with the boundary of the lesion
(Flickinger et al. 1990, Flickinger et al. 1990a,
Wu et al. 1990). In practice, final shot parameters
are selected only after several iterations of
proposed treatment plans.

hydraulicfluidreservoir provides sufficient
pressure to release the treatment table so that it
exits the radiation unit and closes the shielding
door.
All personnel leave the patient in the treatment
room and engage the door interlock. The
treatment procedure begins by setting the counters
on the console and pushing a button. The
radiation unit shielding door opens as the table
holding the patient and external collimator helmet
is advanced hydraulically into the unit. When the
collimator helmet is aligned with the internal
collimator, the radiation treatment commences.
After the prescribed amount of time has elapsed,
the collimator helmet and the patient are
automatically withdrawn from the unit and the
shielded door closes. If additional shots are
required by the treatment plan, then the
coordinates, collimators, and counters are reset,
and the treatment process is repeated. All shots
are usually given in a single treatment session.

An important issue in radiosurgery, beyond
determining the dose that is given to the target, is
determining the dose that can be tolerated by the
brain tissue surrounding the lesion. Given a dose
chosen by the physicians for a treatment plan, the
computer calculates the time that the target
volume must remain in the focal point of the
gamma unit in order to deliver the desired amount
of radiation.
After all these calculations have been made, the
patient is placed in one of four collimator helmets.
The choice of collimator helmet depends on the
size and configuration of the lesion to be treated.
The previously determined stereotactic
coordinates are then set on the Leksell frame by
means of side bars and a trunnion. These settings
are checked by members of the Gamma«Knife
team.

Treatment times can be as short as 5 to 15 minutes
in a Gamma Knife with new cobalt-60 sources,
but can be much longer in an older unit after the
sources have decayed over time.
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6. RADIATION SAFETY
As per the Gamma Knife device registry, the
amount of leakage radiation through the radiation
unit source housing conforms to NCRP 33
recommendations. (NCRP 33 has now been
superseded by NCRP 102.) These include
recommendations for the 'Beam-Off position
where the exposure rates at 1 meter from the
source average 2 mr/hr with a maximum of 10
mr/hr. NCRP 33 recommends that leakage
radiation measured one meter from the source
shall not exceed 0.1 percent of the useful beam
rate when the beam is in the 'On' position, except
for the collimator zone. The Leksell Gamma Unit
is an internal beam unit with stationary sources,
so there is no external primary beam. Elekta states
there is lower scattered radiation than is
associated with conventional external beam
teletherapy equipment. Primary transmitted
radiation in the 'Beam-On' position is the same as
for the 'Beam-Off position.

NRC Regulatory Guide 8.34, "Monitoring
Criteria and Methods to Calculate Occupational
Doses," on the methods to be used for
determining the dose equivalents.
The amount of radioactive material from the
sources collected from wipe tests must not exceed
0.05 microcuries. In compliance with NCRP 33
paragraph 4.2.2.C, the wipe test for the Gamma
Knife involves a smear test of the convex surface
of a previously exposed collimating helmet; or a
wipe of the radiation unit's seams and shielding
door. The wipe sample is placed in a tube for a
Nal counter. The test is usually performed semiannually.
An electrical door interlock (10 CFR Parts 35.615
and 35.636) separates the Gamma Knife medical
team from the patient in the shielded treatment
room. Each entrance is equipped with a beam
condition light, as is the Gamma Knife console,
and a permanent radiation monitor is installed in
the treatment room. The patient in the Gamma
Knife treatment room is continuously observed
during treatment (as is required by 10 CFR Part
35.615(e)) via remote video monitors.

The level of scattered and leakage radiation, when
the radiation unit shielding door is open and the
couch is either in (1) a treatment position without
a patient or (2) in the withdrawn position, is
measured in a plane one meter above and parallel
to the floor with an appropriate monitor. For
typical results of such measurements, see Maitz et
al. 1990.

Personnel radiation exposure must conform to the
requirements of 10 CFR 20,19, 35.20(c), as well
as periodic radiation surveys (10 CFR Parts
35.641, 35.643, and 35.620).

In the revised 10 CFR 20, public and occupational
dose limits are specified. Guidance is provided in
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7. QUALITY CONTROL AND ASSURANCE
Dosimetry of the Gamma Knife typically involves
the use of an ion chamber, diodes, TLDs, and
films centered within the Gamma Knife phantom
(Wu 1990 and 1992, Berk and Agarwal 1991).
The combination of these measurements provides
the dose rate and dose profiles, and confirms the
centralized location of the focal point. The
measurements may also be used to check the
accuracy of the treatment planning system (Maitz
et al. 1992). The Gamma Knife medical physicists
that were part of this study used the AAPM Task
Group 21 (AAPM 1983, Huq and Nath 1991)
dosimetry calibration protocol and used sources
traceable to NIST standards.

checks and what methods were used. The data
could have been tabulated and continually
updated in such a way as to provide a basis for
statistical quality control of the dosimetry and
physics parameters. However, only a few facilities
had committed the resources to such an effort.
These physical quality assurance activities are
comparable to those for other radiation therapies,
and the tolerances are well within those expected
for radiotherapy (e.g., AAPM 1984,
Suntharalingam and Johansson 1988, Starkschall
and Horton 1991).
Specific Gamma Knife dosimetry, quality
assurance, and the accuracy of stereotactic
radiosurgery are contained in the report of AAPM
Task Group 42, Stereotactic Radiosurgery.

Calibration measurements of cobalt-60
teletherapy units (10 CFR Part 35.632) are
compared to practices for the Gamma Knife in
Table 7-1. (See Section 12 for a further discussion
of the mismatches.)

Safety-critical abnormal events or component
failure modes, associated with either the operation
of the gamma unit or with facility systems and
functions, are listed in Table 7-3.

Examples of calibration and quality assurance
protocols are presented in Appendix C. Some of
the more important quality assurance elements
and their tolerances are listed in Table 7-2. The
quality assurance elements are designed to check
the dosimetry and physics parameters that affect
the accuracy of dose delivery or to maintain safety
and compliance with 10 CFR Part 35. The
tolerances associated with these elements were
based on documented and anecdotal information
from Gamma Knife facilities. Each facility visited
had records on the quality assurance activities and
calibration data. The tolerances varied slightly
among facilities depending on who performed the

These events were selected because they could
lead to undesired radiation exposures of either
patients or personnel. The events were determined
by asking Elekta personnel and Gamma Knife
users what sort of events had occurred in the past
or what events they were concerned about
happening in the future. Also, several event
scenarios were proposed, based on the project
team's investigations, that were thought to be
possible. The project team verified these event
scenarios via discussions with the manufacturer
and users.
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Table 7-1. Quality control of Leksell Gamma Units compared to Cobalt-60 Teletherapy Units.
cobalt-60 Teletherapy Units

Leksell Gamma Units

Calibrate prior to first medical use

Same

Calibrate prior to medical use whenever the spotcheck measurements indicate that the output
differs by more than 5% from the output
obtained at the last full calibration, corrected for
radioactive decay

Same

The output should be within 3% for the range of
field sizes and for the distance or range of
distances in medical use

The calibration output is defined to be the output
at the center of a 16-centimeter diameter sphere of
water equivalent material. This determination is
only done for the 18-millimeter collimator using a
calibrated mini-ionization chamber

Check the coincidence of the radiation field and
the field indicated by the light beam localizing
device

This requirement is not applicable to the Leksell
Gamma Unit

Check the uniformity of the radiation field and
its dependence on the orientation of the useful
beam

This requirement is not applicable to the Leksell
Gamma Unit

Check timer constancy and linearity over the
range of use and the on-off error

Same

Check the accuracy of all distance measuring and
localization devices in medical use

This requirement is not applicable to the Leksell
Gamma Unit

NUREG/CR-6324

26

Section 7. Quality Control and Assurance
Table 7-2. Gamma Knife quality assurance tolerances.
QA Element

Frequency

Tolerance

Timer accuracy

Monthly

<2sec

Timer linearity

Monthly

<2%; Correl.=0.999

On-off error

Monthly

- (0.03 - 0.05) min.

Radiation output

Monthly

<2%

Anticipated output
vs. measured

Monthly

<(2-3)%

Computer output
vs. measured

Monthly

< (2 - 4)%

Dose profiles

Annual

+1 mm on 50% line

Radiation/mechanical
isocenter coincidence

Annual

± (0.3 - 0.4) mm

Trunnion centricity

Monthly

+ (0.2 - 0.5) mm

Collimator factors

Annual

<(2-5)%

Helmet microswitch test

Monthly

±0.1 mm of trip point

Couch movement time

Monthly

± 10 sec. from initial
calibration

Radiation monitors

Daily

< 10% of annual calibration

Door interlock

Daily

< 0.5 cm of trip position

Leak tests

Semi-annual

< 0.005 mCi

•
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Table 7-3. Failure modes associated with the use of the Gamma Knife.

Radiation unit shielding door fails to close fully
Treatment table halts in transit
Helmet microswitches malfunction
Treatment intervention by personnel
Emergency procedures invoked
Treatment door interlock interrupted while unit
shielding door still open
Treatment door interlock fails
Counters/timers fail
Motion safety timers fail
Status lights fail
Console operating buttons fail
Inadvertent activation of operating modes
Audio/visual communication failures
Radiation monitors inaccurate/inoperable
Emergency stops not operable
Emergency release rod fails to work
Personnel cannot pull out treatment couch
in an emergency
Electrical component failures
Emergency power not available
No emergency lights or monitors
Hydraulic component failures
Hydraulic fluid depressurization
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verify that the treatment terminates and the
couch is withdrawn to a safe position.

The occurrence of some of these events is
potentially mitigated by periodic checks of
Gamma Knife features to ensure safety and to
maintain compliance with NRC regulations "(Wu
1992, Berk and Agarwal 1991). On the day of and
before a treatment, the Gamma Knife systems
within the treatment facility are checked by the
medical physicist, radiotherapy technician, or
both. These daily checks augment monthly, semiannual, and annual quality assurance activities
(see Table 7-2 and Appendix C). Typical daily
quality assurance activities consist of:
1. A visual inspection of the hydraulic room,
console area, and treatment room. These are
to ensure all necessary equipment is present.
Hydraulic fluid on the floor may indicate a
leak that can lead to underpressurization of
the gamma unit.

7. The treatment door interlock system is tested
by opening the door and trying to initiate
treatment.
8. Finally, the counters are set for a short
treatment and a proper treatment cycle and
completion (without interruption) is verified.
9. The proper functions of the communication
and visual systems are verified.
10. Also the daily quality assurance protocol for
the computerized treatment planning system
Kula is run and verified (see Section 9).
Two microswitches are located at the base surface
of the collimating helmet. Their engagement
indicates the proper positioning of the helmet for
a treatment to commence. To test the sensitivity
of the two microswitches, a procedure is
conducted using a special tool provided by the
manufacturer to simulate docking in the central
body. The microswitch gap can not be greater
than 0.1 millimeter for treatment. The test is
performed daily at some sites but monthly at
others. Couch movement time is the interval
during which the patient may be exposed to
radiation upon movement to and from the
treatment position. Upon pushing the treatment
start button, an internal timer starts. If the helmet
microswitches have not been properly engaged
within the timer period (typically set between 90
and 120 seconds) the couch is automatically
withdrawn. The test is performed monthly.

2. The gamma unit power is turned on as are the
video monitors.
3. With an active survey meter in hand, a
radiation check source is taken into the
treatment room and placed on the radiation
monitors to verify in-room flashing. While in
the room, the unit is inspected and verified
safe for treatment. The shielding cover at the
rear of the helmet is opened, thereby breaking
a safety interlock and simulating a condition
for no treatment.
4. The treatment room is exited and it is verified
that no one is in the treatment room. Then, at
the control console, several checks are made.
These include verification of the alarm of the
remote radiation monitor; setting and resetting of counters; lamp tests; verification of
"cover open" light and an attempt at treatment
start which should fail, since a safety
interlock was interrupted in Step 3.
5. The treatment room is re-entered to close the
rear helmet shielding cover (connecting a
safety interlock) and to remove the radiation
check source.

Records of the QA measurements and checks are
kept on forms or by checklists in a file or in
logbooks. The records are periodically reviewed
by a medical physicist to ensure completeness and
accuracy. Any feature malfunction is to be
immediately brought to the attention of a Gamma
Knife physicist.

6. The treatment room is exited and verified
empty of personnel. The counters are set
(usually to a minute) and the treatment cycle
initiated. With the treatment couch in motion,
the emergency interrupt button is pushed to
verify the couch freezes in place until the
interrupt is released and the treatment cycle is
continued. When the unit is in the treatment
position, the "treatment yes" light should be
on. The treatment stop button then is tested to

With respect to physical QA, there were some
inter-departmental issues. In the Gamma Knife
treatment process, there are usually several
departments involved: neurosurgery, radiology,
radiation oncology, and medical physics. Each
department is responsible for different physical
aspects of QA for the Gamma Knife treatment
process and system. However, there was not
29
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dosimetric and spatial, are a combined effect of
both systematic and random errors. The Gamma
Knife practitioners believe they can deliver a dose
with an accuracy of 0.5 mm (compared to 2.5 mm
for a linear accelerator). It is clear that the errors
introduced in imaging; lesion definition and
localization; treatment planning; and patient setup
dominate any random or systematic mechanical
errors of the Gamma Knife.

always good quality control on the transfer of
information among departments. This can be
critical, for instance, in the case of an AVM
treatment if angiography films are transferred
without a complete understanding of their
orientations.
This highlights the importance of the role of the
medical physicist in the Gamma Knife treatment
process. The physicist is involved in every aspect
of the treatment process, and may be the only
individual who understands all the QA/QC issues
of each departmental function with regards to the
Gamma Knife treatment process. For instance, it
appeared that there was not a universal
understanding among the^utfiorized users of the
Gamma Knife timing sequences associated with
various faults. This is partly because usually only
the physicist is present for the device installation
commissioning and acceptance tests, while the
physicians are learning how to treat patients.

An aid to continuous quality improvement can be
the use of checklists for the Gamma Knife
procedures. Checklists could play an important
role for new team members to learn about the
Gamma Knife. Such documents would help to
ensure that critical information is transferred to
new users. Experienced users may not use the
checklists at all times, but they could review mem
from time to time to check their performance and
update the checklists with improved procedures.
The checklists can also be used to correct
potential errors or to detect deviations from the
written directive.

In the area of the physical aspects of the delivery
of daily radiation treatments (Suntharalingam and
Johansson 1988), uncertainties exist in the
absorbed dose distributions that are measured and
calculated. Unlike other therapeutic beam devices,
the Gamma Knife's mechanical stability and dose
profiles are constant over time. A number of
physical parameters, each having some error,
contribute to the uncertainty in the threedimensional dose distribution within the brain.
Uncertainties in treatment planning and set-up
also influence die accuracy with which the
required dose can be delivered to the prescribed
target volume. These errors, which are both
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The facilities' safety precautions follow the 10
CFR Part 20 regulations. Safety instruction
procedures followed the JCAHO guidelines for
diagnostic and radiation therapy devices. Safety
instruments were facility-dedicated. Facility
radiation surveys are typically performed every
year and the portable radiation monitor is
calibrated once a year. Exposure monitoring
procedures conform to the hospital's radiotherapy
guidelines and to 10 CFR Part 19 requirements.
Patient cases are typically reviewed every couple
of weeks.
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8. MAINTENANCE AND SERVICING
Most, if not all, of the maintenance and servicing
of Gamma Knife units is provided by the
manufacturer. Elekta Instruments recommends
maintenance calls on each device at least every
six months and are available in the case of
emergencies. The maintenance contracts do not,
however, include support of the Kula
computerized treatment planning software. These
are handled under separate hardware and software
contracts.

dummy runs and testing the safety systems
(interlocks, fail-safes, treatment interrupts, safety
timers, etc.). If necessary, the audio-visual system
and helmet hoist are also adjusted.
Elekta Instruments keeps all maintenance records
and documents pertaining to the devices'
manufacturing tolerances, QC checks and
measurements, and performance records.
Elekta also provides notices and device alerts to
all of the Gamma Knife users. When there is a
problem, Elekta is called and other users are
notified by Elekta when deemed appropriate by
Elekta.

Preventative maintenance is performed to ensure
proper functioning of the gamma unit, including
its safety features. The maintenance involves
general cleaning and checks; hydraulic system
checks; electrical and mechanical checks; and
functional tests and checks. General cleaning and
checks of the patient couch, operating table,
radiation unit, helmet hoist, and control console
are carried out. Hydraulic system inspections are
made on the hydraulic unit (pump and valves),
piping and hoses, and hydraulic cylinders. The
electrical and mechanical maintenance involves
the patient couch, the control console, the system
relay panel, the audio-visual systems, and the
collimating helmets. Functional tests and checks
are performed on the system by making

One area that could be improved is the
dissemination of non-emergency and non-safety
related information with the Gamma Knife. These
changes in hardware and software are particularly
important for training purposes. Facilities need to
know about any changes in order to update their
training practices. Also, training facilities may
have older equipment or software and need to be
aware of any upgrades that the users they are
training may have at their facility.
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9. EMERGENCY PROCEDURES
closed by means of the hand pump. Again,
shifting the wrong (reservoir release) lever will
increase the need for hand pumping. Hand
pumping is a lengthy process, requiring about 300
cycles to close the shielding door. Also, the hand
pumping may not generate enough positive
pressure to close the door if there is a failure in
the hydraulic system.

The treatment cycle is monitoredfromthe console
area by means of the remote audio and monitors
and indications on the control console. The stoptreatment cycle is automatically initiated 1) if the
couch has not reached the treatment position
within 80 seconds after treatment starts, 2) if
correct contact between the helmet and the central
body is not confirmed (by the helmet
microswitches) within two seconds after full
movement of the couch into the radiation unit, or
3) the treatment room door interlock is broken.
Emergency procedures may be invoked if the
patient is in difficulty, the machine is not

If there is not sufficient reserve pressure during
treatment, the stop treatment cycle is
automatically initiated. The pressure level when
the hydraulic pump is activated during the start
treatment is sufficient to complete the stop

performing adequately, or there is an electrical or

treatment cycle. In the event reserve pressure is

a hydraulic failure. The layout of the facility, the
emergency procedures, and training exercises are
designed to extract the patient from the gamma
unit in less than two minutes.

not sufficient at any time during the treatment
cycle and the pump fails to restore sufficient
hydraulic reserve pressure within one minute, the
stop treatment cycle is automatically initiated.

If a power failure occurs during irradiation (about
50% of the facilities have emergency power), the
couch will be removed automatically out of the
radiation unit (because microswitches have to be
activated for the treatment to proceed). The unit
shielding door is then closed by manually shifting
the shielding door closure lever on the hydraulic
unit in the hydraulic room. Without recent
training, the user may not readily identify which
lever to shift since there are two very similar and
closely positioned levers. The wrong lever
releases the reserve pressurefromthe hydraulic
system reservoir. This can be precluded by
removing the wrong lever. Closing of the
shielding door is prevented by an interlock until
the couch is fully removed.

A primary interest of the physicians in the case of
an emergency is to remove the patientfromthe
treatment room as soon as possible, even though
the unit shielding door may still be open. The
manual removal of the patient is effected by
entering the treatment room, pulling the pressure
release handle at the end of the couch, having two
people retract the couch, and removing the patient
from the helmet fixation trunnions. This
procedure is designed and practiced to occur
within two minutes.
If the couch gets stuck in the radiation unit and it
is not possible to withdraw it with hydraulic hand
pumping or manual retraction, the patient must be
brought out manually from the high-level
radiation area, by loosening the bolt locking one
or both head fixation trunnions with a special,
long Allen key and pulling out the patient. When
the couch is in the treatment position and is
ordered out (either by end of treatment or
treatment stop), it must have left the treatment
position within five seconds or an alarm will be
activated.

If hydraulic pump failure occurs during treatment,
there is enough reserve pressure to complete the
treatment cycle. If there is not enough reserve
pressure, the operator enters the hydraulic room
and re-establishes pressure with the auxiliary hand
pump. If the hydraulic failure is due to an
electrical failure that affects the couch
microswitches, the operator must also shift the
radiation unit shielding door closure lever on the
hydraulic unit after the patient couch has exited to
its outer position and before the door can be

The prescription is marked to signify a successful
completion of a shot. Care must be taken to mark
the correct successfully completed shot. Also, it is
33
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These approaches represent a trade-off in
radiation exposure to the patient and staff. In the
prescribed emergency procedure, the patient is
exposed to scattered radiation while being slowly
hand-pumped out of danger, while the staff
remains safe. In the alternative approach, the staff
risks radiation exposure, but the patient is
recovered much more quickly.

a good idea to re-inspect the coordinate settings
after the shot to see if they have slipped.
There are some interesting issues concerning
these prescribed emergency procedures. First, the
written procedures, always present during the
visits, are long and detailed. Examples of written
emergency procedures are shown in Appendix D.
Second, the design and labeling of the hydraulic
unit release valves can be confusing without the
removal of one of the handles. Third, the hand
pumping takes a relatively long time. Lastly, it
appeared that some Gamma Knife staff were not
adept at the emergency procedures. Emergency
procedures were practiced every six months at
some facilities, while the manufacturer
recommends they be practiced every 30 days. In
any case, there seems to be a need to upgrade
emergency preparedness by using practice drills
in various scenarios.

In either approach; the patient may remain stuck
in the radiation unit and the long Allen key must
be employed. Staff typically practice with the
Allen key while the treatment table is extracted
from the radiation unit, the shielding door is
closed, and the helmet is in clear view. In this
case, the key is relatively easy to use. The
emergency procedures were performed by
members of the project team on an unloaded
Gamma Knife at the manufacturer's plant. When
the helmet is inside the radiation unit, it is
difficult to use the Allen key. The Allen screws to
be engaged in the helmet cannot be seen from the
outside of the radiation unit looking in. It is
advised that the facility staff utilize a screen that
prevents a clear view of the Allen screws in the
helmet when they practice using the long key.

An alternative is to simplify the emergency
procedures. One way this can be accomplished is
to just turn off the console key. This will shut
down the unit and the treatment table will slide
out from the radiation unit since it is now free to
respond to the pull of gravity. The shielding door
will not be completely closed, but personnel can
quickly enter the treatment room and extract the
patient.
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10. COMPUTERIZED TREATMENT PLANNING SYSTEM
General recommendations for computerized
treatment planning systems can be found in ICRU
42 (ICRU 1987) and in more detail in a recent
report on the commissioning and QA of CTPS
(Van Dyke et al. 1993). Detailed procedures for
testing treatment planning systems have been
described in the literature (e.g., Masterson et al.
1991, Jacky and White 1990, Shui et al. 1992). It
is recognized that QA for CTPS is an evolving
subject (e.g., AAPM 1993); the AAPM Radiation
Therapy Committee Task Group 50 is developing
standards for 3D radiation treatment planning
systems, and Task Group 4 of the Administrative
Committee is considering quality assurance in
medical computer systems. The EDA has a
reviewer guidance (FDA 1991) for computer
controlled medical devices, but this guidance is
not for software development, QA, or testing. The
ACR is also planning a major effort in
establishing QA standards for CTPS.

The Gamma Knife comes with a custom treatment
planning computer program named Kula. Kula
runs on a dedicated VAX computer, i.e., the
computer is used to run Kula and no other
software. The treatment planning system is kept in
the Gamma Knife suite. Access to the code is
controlled by use of a password, and the correct
date must be entered to initiate the program. The
correct date is required to ensure the use of the
current dose rate of the cobalt-60 sources. Also, if
the correct date is entered and the program doesn't
respond positively, there may be a problem with
the computer clock or the program.
A patient data file must be created to perform
treatment planning. The patient data file will
eventually contain all pertinent information
required to generate a treatment plan or
prescription. This information includes patient
name, patient identification number, skull
measurements, gamma angle, dose matrix
parameters and calculation mode, and shot
parameters (coordinates, time weightings,
collimators, plug patterns, and total dose). Only
one patient file can be open at a time. If a patient
file is closed, it can only be opened by typing the
exact name in the data file. If there is more than
one file for that exact patient name, then the latest
created file will be opened by default. So, to have
more than one file accessible for each patient
requires a different patient name for that patient

The Gamma Knife Kula CTPS QA checks are
limited. The treatment planning equipment
consists of a dose planning computer and software
called Kula, a plotter for printing isodose plots,
and film digitizing equipment. Some sites also
have separate and supplementary software to
perform target volume calculations.
Treatment day checks of the planning equipment
are made by the medical physicist or radiotherapy
technician or both. A computer point dose
calculation is made to check the current dose rate
from the computer with a table generated
manually using yearly and monthly calibration
data and the decay law. The plotter integrity is
checked (given that the computer dose calculation
is accurate) by plotting a simple computer isodose
curve calculation and comparing it to a standard
profile of the same calculation. The digitizer
accuracy and linearity is evaluated by making
some simple geometric determinations from
imaging films using the digitizer and comparing
the results to manual determinations of the same
geometric measures. There should be independent
verifications of each of these checks.

on each file. This practice is not encouraged. Kula
has a menu that allows the user to check any
contents of the data file at any time during
treatment planning. This provides an opportunity
to verify data and inputs and recover from any
errors. The patient files are stored
chronologically. The users should be cognizant
that computer disk space may become limited
after several patients, if there is no deletion or
external storage of patient files.
Typical checks on the program, as mentioned
above, are to run dose calculations that can be
checked manually against standards. Kula has two
modes for calculating dose profiles. The cut-andmodify method is an approximation algorithm
35
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Software reliability is a significant issue in dose
calculation: software errors can have very serious
consequences to several patients. This project was
not scoped to analyze the software reliability of
Kula.

which interpolates between intervals in the dose
matrix. The exact calculation mode runs slower
than the cut-and-modify mode. There can be a
difference in the dose calculation between the two
modes by as much as 7%, depending on the size
of the dose matrix. The dose algorithm in Kula
has an idiosyncrasy that can cause a calculational
blow up for lesions near the skull boundary.

NUREG/CR-6324

36

Section 11. Training

11. TRAINING
Training in the use of the Gamma Knife is
accomplished by apprenticeship and on-the-job
training. The manufacturer contracts with
experienced Gamma Knife users to train new
users. The neurosurgeons or radiation oncologists
usually spend at least a couple of weeks at a
Gamma Knife facility learning about the use of
the Gamma Knife and participating in treatments.
The medical physicists often go to a different site
than the physicians and will spend approximately

and delivery of treatment. There was no record,
certification, or validation of adequate knowledge
of routine and emergency procedures.
There were no special requirements for Gamma
Knife authorized users other than those specified
in 10 CFR Part 35. Also, there was little evidence
of refresher training. In essence, there was no
known degree of content validity, predictive
validity, measured learning, or training

effectiveness.

one week at one facility and one week at a second
facility. Elekta has a physician and physicist
present for the first few treatments in a new
facility with new users.

A sample facility training program for new
personnel learning about the Gamma Knife and its
operation is contained in Appendix E. Refresher
training for facility personnel usually coincides
with annual radiation safety training.

At the time of this study, there were no training
time requirements: the physicians and physicist
could decide to end their training at any time.
There was no documented list of training topics
nor a syllabus to ensure knowledge of all critical
steps in the procedures for preparation, planning,

Based on conversations with Elekta Instruments
and the Gamma Knife users, it is expected that
training will become more standardized and
validated.
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12. SUMMARY OF REGULATORY ISSUES
AND CURRENT PRACTICES
35.59 Requirements for possession of sealed
sources

This section summarizes specific issues about
existing NRC teletherapy regulations compared to
current practices in the use of the Gamma Knife.

Section (c) on leak testing should include
instructions on how to perform leak tests on the
Gamma Knife where the source encapsulation is
not accessible. The current practice conforms to
NCRP 102 (see Section 6). It involves a wipe test
on a collimating helmet after it has been placed
and removed from the treatment position. The
seams of the radiation unit, including those
around the shielding door, are also wipe tested.

10CFRPart35
35.2 Definitions - Misadministration
The definition for a misadministration is
characterized by a lower threshold for gamma
stereotactic radiosurgery than for teletherapy
consisting of greater than four fractions. The
definitions for recordable events that apply to
gamma stereotactic radiosurgery also apply to
teletherapy.

35.610 Safety instruction
The Gamma Knife project has identified a need
and suggestions for simpler written safety and
emergency procedures (see Section 9). A simple
emergency procedure is to just turn off the
console key or push an emergency-off button, if
the treatment cycle is interrupted. This will shut
down the unit and the treatment table will slide
out from the radiation unit. The shielding door
will not be completely closed, but personnel can
quickly enter the treatment room and extract the
patient. This procedure entails a trade-off in
radiation exposure from the patient to the staff. In
the manufacturer-prescribed emergency
procedure, the patient is exposed to scattered
radiation while being slowly hand-pumped out of
danger, while the staff remains safe. In the simple
procedure, the staff risks radiation exposure, but
the patient is recovered much more quickly.

Defining the 'wrong treatment site' for
radiosurgery is problematical, since it is not clear
how far off the isodose pattern needs to be before
the event is a misadministration. "Position" errors
are of two types. The correct isodose volume can
be at the wrong coordinates, or the wrong isodose
volume can be delivered to the correct
coordinates, or both the isodose volume and
coordinates are incorrect. There needs to be a
misadministration threshold for a spatial or
volume setup error. It might be expressed as a
percentage of the lesion volume. It should also
account for the inherent inaccuracies in
stereotactic radiosurgery, which may range from a
fraction of a millimeter to a few millimeters.
The current practice of Gamma Knife users is to
treat errors on a case-by-case basis as they relate
to wrong treatment site. An acceptable definition
of misadministration in stereotactic radiosurgery
due to irradiation of a 'wrong treatment site'
should require participation of the stereotactic
radiosurgery community, perhaps via the ISRS,
AAPM, AANS, or ASTRO.

There is also a need for frequent, regularly
scheduled emergency procedures refresher
training or staff drills, since such procedures are
rarely invoked. A specific suggestion to make the
emergency training more realistic is to employ a
template to screen the view of the practitioner
when trying to use the long Allen key to release
the fixed trunnions from the helmet.

35.2 Definitions - Written directive
The information in the written directive for
gamma stereotactic radiosurgery should include
the radiation exposure time for each target point
in addition to the target coordinates, collimator
size, plug pattern, and total dose.

35.632 Full calibration measurements
Section (b) needs to be re-written to accurately
reflect the full calibration procedures currently
employed for the Gamma Knife.
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35.960 Training for teletherapy

Instead of 35.632 (b)(1), the current Gamma
Knife practice is to define the calibration output
as the output at the center of a 16-centimeter
sphere of water-equivalent material. This
determination is only done for the 18-millimeter
collimator using a calibrated (AAPM protocol)
mini-ionization chamber. The accuracy of such a
measurement is about 2% or less.

The issue of training and re-training on the
Gamma Knife needs to be fully considered (refer
to Section 11). There is a need for a consistent,
measured, and validated training program for
physicians and technicians. This will require
training topics, documents, or a record to
demonstrate that a trainee has sufficient
knowledge of the routine and emergency
procedures required for the safe operation of the
Gamma Knife. It may also require certification
from the Gamma Knife user community.
Refresher training should also be codified. Elekta
Instruments has expressed an interest in
standardizing training for Gamma Knife users.

Provision 35.632 (b)(2) is not applicable to the
Leksell Gamma Unit, since there is no need for a
light beam localizing device: the radiation
convergence point is fixed at the center of the
radiation unit (within 0.5 mm).
Condition 35.632 (b)(3), uniformity of the
radiation field, is not applicable to the Gamma
Knife. The isodose profile is checked annually, by
using film dosimetry, to verify that the profile
remains within 1 mm on the 50% line of the
theoretically correct profile for that gamma unit.

Written procedures or checklists for Gamma
Knife treatments can aid training and improve
quality assurance. Users can review the protocols
to check their performance and upgrade with
improved practices. The checklists can also be
used to avoid errors of omission. Teletherapy and
linear accelerator practitioners use checklists as
standard procedures.

35.632 (b)(6) is not applicable to the Leksell
Gamma Unit. No distance measuring and
localization devices for medical use are required,
since the sources and the radiation focal point are
fixed.

The NRC authorized users (with a couple of
exceptions) are medical physicists and radiation
oncologists. However, the majority of Gamma
Knives are controlled or dominated by
neurosurgeons. The NRC needs to decide whether
authorized neurosurgeons should be on the
Gamma Knife licenses and what the training
requirements should be for an authorized
neurosurgeon. There is precedent for this, with a
couple of neurosurgeons qualified, on facility
licenses, as authorized users. Members of the
stereotactic radiosurgery community—perhaps
through the ISRS or AANS—may help NRC
develop SRS authorization standards for
neurosurgeons..

35.634 Periodic spot-checks
Paragraph (a) on output spot-checks should be
revised to accurately reflect the Gamma Knife
system. Conditions 35.634 (a) (3), light beam
localizing device, and (4), distance measuring and
localization devices, are not applicable to the
Leksell Gamma Unit, since the sources and their
focal point are fixed. Also, monthly output checks
—35.634 (a)—on the Gamma Knife are not
needed once it has been established that the output
obeys a cobalt-60 decay law, again since the
sources and focal point are stationary. For
instance, it may be necessary to have monthly
output checks for only the first six months after
source installation and then only every quarter or
semi-annually in addition to the full calibration
measurements.

Regulatory Guide 10.8—Guide for the
Preparation of Applications for Medical
Use Programs and Draft Regulatory Guide
FC-414—-Guide for the Preparation of
Applications for Licenses for Medical
Teletherapy Programs

Paragraph (d) on monthly equipment safety spotchecks should include a monthly check on the
helmet microswitches.
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Model procedures that licensed applicants may
use to plan radiation safety programs should be
written to specifically address the Gamma Knife
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system and facilities. These should include a
model training and retraining program (see
Section 11 and Appendix E); model procedures
for leak-testing the Gamma Knife (see Section 6);
model emergency or abnormal event procedures
(see Section 9); and model treatment planning and
treatment procedures or checklists, if deemed
appropriate.

the Gamma Knife. Presumably, target point refers
to each planned "shot" of the treatment plan and
not points in the dose matrix used to calculate the
dose distributions. Also, the treatment planning
software does not produce a (target) dose for each
shot or target point, but rather a set of isodose
curves and a total dose for the aggregation of all
shots in the treatment plan.

Regulatory Guide 8.33—Quality
Management Program

Section C.4.6
The language in this section is:

This regulatory guide provides guidance to
licensees and applicants for developing policies
and procedures for the Quality Management (QM)
Program of 10 CFR Part 35 (35.2 and 35.32). The
guide does not restrict or limit the licensee from
using other guidance that may be equally useful in
developing a QM program, for example, from
voluntary standards setting organizations.

The licensee should establish a procedure
to check computer-generated dose
calculations by examining the computer
printout to verify that correct data for the

patient were used in the calculations.
This needs to be re-written to accurately reflect
how computer-generated dose profiles are verified
for correct patient and appropriate treatment
approach, i.e., via contour overlays. The words
"computer printout" should be replaced by "dose
profiles, treatment plan, or prescription."

Section C.4 of Regulatory Guide 8.33 addresses
suggested policies and procedures for gamma
stereotactic radiosurgery.
Section C.4.3

Section C.4.7

The guidance in this section states:

The guidance of this section states:

The licensee should establish a procedure
to have the neurosurgeon, the oncology
physician, and the radiation therapy
physicist date and sign a plan of treatment
that includes, for each target point, the
coordinates, the plug pattern, the
collimator size, the exposure time, the
target dose, and the total dose before
administering treatment.

The licensee should establish a procedure
to check that the computer-generated
dose calculations were correctly input to
the gamma stereotactic radiosurgery unit.
This is inaccurate about how dosage to the patient
is determined with the Gamma Knife unit. The
computer generated dose calculations take the
form of a treatment plan or prescription for a
series of shots with the gamma stereotactic
radiosurgery unit. The prescribed dose is
delivered to the patient by correctly setting the
necessary parameters for each shot; which include
the Gamma Knife x-, y-, and z-coordinates, the
gamma angle, the collimator size, the plug pattern
(if any), and target exposure time.

In the current practices with the Gamma Knife,
only two people typically sign the plan of
treatment or written directive. The QM Program
regulations require that the written directive be
dated and signed by an unauthorized user prior to
administration of radiation. Most of the
authorized users at Gamma Knife facilities are the
medical physicists and radiation oncologists. The
neurosurgeons are typically not authorized, since
they do not meet the training requirements (10
CFR Part 960) for teletherapy authorized users.

Section C.4.9
The regulatory position of this section says:
If the authorized use determines that
delaying treatments in order to perform
the checks of the dose calculations (see

The terms "target point" and "target dose" used in
this section are not common terms in usage with
41
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Regulatory Positions 4.6 and 4.7) would
jeopardize the patient's health because of
the emergent nature of the patient's
medical condition, the checks of the
calculations should be performed within
two working days of the treatment.
This precautionary position is irrelevant for the
Gamma Knife. Gamma Knife treatments are not
emergency treatments. The treatment process
requires such planning that there would never be
the case where the dose calculations couldn't be
checked (except in negligence) before treatment.
This section should be stricken.
Section C.4.11
The language in this section is:
The licensee should establish procedures
to perform periodic review of the gamma
stereotactic radiosurgery QM program.
Guidance on periodic reviews is provided
in Regulatory Position 6. A QM program
review is required by 10 CFR Part
35.32(b).
Based on the facilities visited during this study,
Gamma Knife treatments are reviewed usually
within two weeks of treatment. There is, on
average, 170 treatments per facility per year. It
was noted (see Section 7) that the sort of system

data kept on the Gamma Knife could lend to
statistical quality control procedures.
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APPENDIX A:
A REVIEW OF RELEVANT REGULATIONS,
STANDARDS, AND GUIDELINES

Appendix A. Review of Relevant Regulations, Standards, and Guidelines

This appendix contains a summary of documents with regulations, standards, and guidelines concerning
quality assurance and radiation safety that are relevant to the use of the Gamma Knife. Virtually none of
the contents of these documents is specific to the Gamma Knife. The documents are from the regulatory
or standard-setting organizations discussed in Section 2 of this report and are contained in the
Bibliography.
Six quality assurance (QA) or safety areas were reviewed:
1.0

General information on standards or guidelines

2.0

General quality assurance information

3.0

Quality control

4.0

Service and maintenance

5.0

Computerized Treatment Planning System (CTPS)

6.0

General and risk-related information

This appendix includes a matrix comparing guidelines ordered by these QA topics and their subtopics.
Each row of the matrix corresponds to a QA topic or subtopic, and each column refers to one of the
reference organizations.
The matrix contains one column with sections referenced from 10 CFR Part 35 and associated with the
appropriate QA topics. This permits a ready comparison of the NRC teletherapy regulations to those
regulations, standards, and guidelines of the other regulatory or standard-setting organizations.

NUREG/CR-6324

54

Appendix A. Review of Relevant Regulations, Standards, and Guidelines

American Association of Physicists in Medicine (AAPM)
Doc. No.
AAPM 13

•••

Document Title and Description
Physical Aspects of QA in Radiation Therapy
Calls for a QA program to be established for each radiation therapy facility depending
upon the objectives and resources of the clinical services. This document discusses
the physical tests and procedures to ensure credible assessment of treatment, and
emphasizes radiation dose control to the target. It considers tolerances,
measurements, simulation and external beam treatment equipment, and safety
planning.
Radiation Control and QA in Radiation Oncology, a Suggested Protocol
This is based on the American Association of Physicists in Medicine Report No. 13,
Physical Aspects of QA in Radiation Therapy. It outlines suggested procedures on
various systems for measurements and monitoring of radiation safety. It also lists
performance criteria for equipment.

American College of Radiology (ACR)
Doc. No.
•••

•••

Document Title and Description
American College of Radiology (ACR) Physical Aspects ofQA
Describes the structure of physical aspects of a QA program to include QC of
equipment used, treatment procedures, source therapy procedures and safety. A
physics questionnaire to evaluate required standards for QA is listed in Appendix I.
America College of Radiology (ACR) Standards for Radiation Oncology
ACR recommends that facilities maintain basic monitoring and evaluation of QA in
the areas of: (1) Appropriateness of examinations, (2) Radiation safety to patients and
employees, (3) Handling acutely ill patients, (4) Nuclear medicine incidents and
misadministration, (5) QC programs, and (6) Performance of personnel. It requires
that the director of radiation oncology supervising the QA program be responsible for
identifying problems and taking actions.

American National Standards Institute (ANSI)
Doc. No.
ANSI
N13.2-1969

Document Title and Description
Guide for Administrative Practices in Radiation Monitoring
This standard provides guidelines for the administrative practices of monitoring the
exposure to ionizing radiation in facilities. Topics include managerial responsibilities,
monitoring techniques, and assessments.
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American National Standards Institute (ANSI), cont.
Doc. No.
ANSI
N13.4-1971

Document Title and Description
The Specification of Portable X- or Gamma-Radiation Survey Instrument
This specification describes requirements of performance and technical information
about portable X- or Gamma-Radiation Survey devices.

ANSI
N323-1978

ANSI Radiation Protection Instrumentation Test and Calibration
This standard provides methods and procedures for calibration and test of portable
radiation protection instruments, but it can be applied to general protection devices. It
considers alpha, beta, photon and neutron radiations only (no gamma). Definition of
"standard" which includes national, secondary and laboratory standards are included.
Other terms follow Nl.1-1976 of the American National Standard Glossary of Terms
in Nuclear Sciences and Technology.

ANSI
N449.M978

ANSI Procedures for Periodic Inspection ofCobalt-60 and Cesium-137
Teletherapy Equipment
This guideline, prepared by subcommittee N44.2, provides inspection procedures for
cobalt-60 teletherapy devices. ANSI N449-1974 is referenced for tests and their
frequencies for such equipment. Radiation safety requirements in ANSI N449-1974
are also recommended.

Food and Drug Administration (FDA)
Doc. No.
FDA 83-8218

Document Title and Description
A Basic QA Program for Small Diagnostic Radiology Facilities
This is an "all-in-one" guide that summarizes the information needed for a QA
program for small facilities. This guide takes appropriate excerpts from previous FDA
publications. There is no definition for "small" or "large" facility.

FDA 87-4222

An Introduction to Medical Device Regulations
This a very simple, short and general description booklet on FDA regulations on
medical devices.

FDA 89-4165

Regulatory Requirements for Medical Devices
This has general descriptions of regulatory guidance on:
1. background information
2. definitions, classifications and characteristics
3. points of contact
4. process-tree for a device from design, manufacturing, pre-marketing, to
maintenance and services
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Food and Drug Administration (FDA), cont.
Doc. No.
FDA 84-4191

Document Title and Description
Medical Device GMP Guidance for FDA Investigators
This guidance provides interpretation of the GMP (FDA 91-4179) requirements and
demonstrates the flexibility of the GMP in its application to manufacturing processes.
It also provides cross references to sections of 21 CFR 820.

FDA 91-4179

Good Manufacturing Practice (GMP) for Medical Devices
Subpart A states that the regulations in this part are intended for ALL finished devices
for human use. Section 820.5 Quality Assurance Program requires the device
manufacturer to prepare and implement a QA program to meet the guidelines of this
part. Subpart B outlines the QA organization and QA personnel. Other subparts
describe manufacturer's buildings, equipment, component controls, process controls,
devices evaluations, and records.

FDA Program
7382.010

Medical Device Problem Reporting
There are two problem reporting programs established by the Center for Devices and
Radiological Health (CDRH). Voluntary reporting occurs through the Problem
Reporting Program (PRP), while mandatory reporting is through the Medical Device
Reporting (MDR) program. From what the FDA field investigator will analyze, this
document implies that the contents of a problem report should include: any public
hazards; identification of deficiencies in material, design or manufacturing; problem
monitoring; trend analysis; training; and other data for compliance with CDRH
program activities.

FDA 90-4236

Preproduction Quality Assurance Planning
This document describes manufacturer's QA program for preproduction devices. It
• " -provides guidance for a good design phase QA, and in Sections 4.2.1. & 4.2.2,
manufacturer's and service contractor's responsibilities.

FDA Program
7382.830

Inspection of Medical Device Manufacturers
This program is to provide guidance to the FDAfieldinspectors for the enforcement
of the requirements of the GMP regulations (21 CFR 820) when inspecting medical
device manufacturer's facility.

FDA 88-4226

Medical Device Reporting Q&A
This report describes possible problems and how to solve them in writing FDA
Medical Device Reporting (MDR) reports. MDR is an FDA mandatory reporting
system that requires manufacturers and importers to report any accident caused by its
device.
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Food and Drug Administration (FDA), cont.
Doc. No.
•••

•••

Document Title and Description
Application of the Medical Device GMPs to Computerized Devices and
Manufacturing Processes
This guidance outlines the GMP requirements applied to the manufacture of
computerized devices. It is intended to assist FDA investigators in properly
interpreting and applying the GMP to such industries. It also interprets various
sections of21CFR 820.
Reviewer Guidance for Computer Controlled Medical Devices Undergoing 510(h)
Review
This guidance is for device manufactures to prepare the Premarket Notification
510(k) submissions for FDA software review. It also presents the FDA reviewer's
approach to reviewing software. This guidance is not for software development, QA,
or testing.

FDA form 3322 Medical Device Report Form
This is a standardized FDA form used for the Manufacturer Medical Devices Reports
required by 21 CFR 803. This form is not associated with the Safe Medical Devices
Act of 1990.
FDA form 3375 Medical Device Facility User Reporting
This is an interim guidance from FDA, stating the requirements of the Safe Medical
Devices Act of 1990 (SMDA). It suggests user's approaches to the implementation of
SMDA. It defines what, when, and where to report, and an unapproved form is
attached; it is only voluntary to use such a form.
International Atomic Energy Association (IAEA)
Doc. No.
IAEA Safety
Series No. 9

Document Title and Description
Basic Safety Standards for Radiation Protection
These standards provide guidance for the protection of personnel from undue risks of
radiation exposure. It requires a facility to be registered and licensed, limits effective
dose-equivalent exposure, and gives the annual limits on intake and derived air
concentrations for various nuclides.

IAEA Tech.
Report No. 110

Manual of Dosimetry in Radiotherapy
This manual describes the necessary procedures for the selection of an external beam
treatment plan, dose pattern, dosage level, and exposure time for achieving a good
external beam treatment. It describes measurement instrument maintenance and
calibrations, measurement of radiation output, quality, acceptance test, and protection
survey.
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International Atomic Energy Association (IAEA), cont.
Doc. No.
IAEA Tech.
Report No. 133

Document Title and Description
Handbook on Calibration of Radiation Protection Monitoring Instruments
This handbook provides guidelines for establishing or operating calibration facilities
for radiation monitoring instruments. It describes the techniques to be used,
calibration facilities, errors and QC, and maintenance and repair of the instruments.

IAEA Tech.
Report No. ISO

Measurement of Short-Range Radiations
This report describes the radiation measurement methods for alpha or beta emitting
sources with maximum energy less than 200 keV and X-rays less than 50 keV. It
illustrates the method of dose calculation for alpha and beta radiation at various
depths in tissue, and lists the criteria for selecting detection instruments.

Institute of Physical Sciences in Medicine (EPSM)/Hospital Physicists' Association (HPA)
Doc. No.
BPSM Report
#46

Document Title and Description
Radiation Protection in Radiotherapy
This report gives guidelines on radiation protection for different types of radiotherapy
regarding administration, organization, training, rules, and records. The
classifications and definitions may be different from those of the U.S. Three chapters,
Chap. 2, External Beam Therapy, Chap. 3, Brachytherapy, and Chap. 5, Monitoring,
are of particular interest.

National Council on Radiation Protection and Measurements (NCRP)
Doc. No.
NCRP Report
No. 91

Document Title and Description
Recommendations on Limits for Exposure to Ionizing Radiation
This report provides general recommendations for the exposure of radiation based on
risk estimations, and supplies protection standards for external and internal exposures.
It has a table of recommended exposure limits for various personnel under different
situations. It also has an extensive list of NCRP publications, reports, and other
references.
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National Council on Radiation Protection and Measurements (NCRP), cont.
Doc. No.
NCRP Report
No. 105

Document Title and Description
Radiation Protection for Medical and Allied Health Personnel
Recommends that the primary responsibility for the Radiation Safety Committee
(RSC) is to develop and maintain an effective radiation safety program for the
medical facility. The primary function of the Radiation Safety Officer (RSO) is the
supervision of the daily operation of a radiation safety program to ensure that
individuals are protected from radiation.
All sealed nuclear medicine sources are required to be leak tested at periodic intervals
(6 months maximum) to ensure detection of inadvertent escape of the radioactive
materials.
Basic principles of radiation protection and specific application of these principles are
also discussed in detail.

NCRP Report
No. 102

Medical X-Ray, Electron Beam and Gamma-Ray Protection for Energies up to 50
MeV
This report provides guidance to physicians, device designers, manufacturers, service
personnel, and radiation safety officers for radiation protection under various
conditions.

NCRP Report
No. 49

Structural Shielding Design and Evaluation for Medical Use ofX-Rays and
Gamma Rays of Energies up to 10 MeV
This report is intended primarily for use in planning and designing new facilities and
in remodeling existing facilities.

NCRP Report
No. 69

Dosimetry of X-Ray and Gamma-Ray Beams for Radiation Therapy in the Energy
Range 10 keV to 50 MeV
This report describes and discusses many procedures for the proper delivery of
absorbed dose by radiation therapy machines, and the uncertainty in the delivery of
absorbed dose. Chapter 2 discusses various principles of dosimetry. Sec. 2.3.6 says
"national standardizing laboratories do not calibrate ionization chambers for photon
energies higher than those of the gamma rays of cobalt-60." Chapters 3 and 4 give
National and Secondary standards on calibration.

NCRP Report
No. 57

Instrumentation and Monitoring Methods for Radiation Protection
This report provides protection and monitoring guidelines to all workers or patients
who may be exposed to radiation. It also provides procedures for the conduct of a
radiation survey. Chapter 5 discusses the management of a radiation protection
program, and Chapter 7 talks about basic principles of protection. Chapter 8 describes
information for different categories of personnel.
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National Council on Radiation Protection and Measurements (NCRP), cont.
Doc. No.
NCRP Report
No. 71

Document Title and Description
Operational Radiation Safety—Training
This report supplements NCRP Report No. 59, Operational Radiation Safety
Program. The report gives general guidance for the development of training in
organizations. It emphasizes management's responsibility in identifying training
requirements.

61

NUREG/CR-6324

10CFR35
Q

O

ON.

to

AAPM

ACR

ANSI

1.0 &2.0
General Information

.1
23

3.0
Quality Control
3.1
Device Review & Acceptance Testing
3.1.1
Quality Assurance
3.2
Safety Review
3.2.1
Treatment Rooms
3.2.2
Safety Instructions
3.2.3
Safety Precautions
3.2.4
Survey Instruments
3.25
Safety Checks
3.2.6
Radiation Surveys

32

.641

N132:4,5

3.2.7
Exposure Monitoring

.20

N13.2:4,5

3.2.8
Who Performs
3.3
Calibration & Testing
3.3.1
Survey Instrument
3.3.2
Dosimetry Equipment

.21

.32

13

FDA

QA Guide

87-4222
89-4165
83-8218

R.O. Stds.
QA Guide
R.O. Stds.
QA Guide

84-4191
91-4179
83-8218
84-4191

13

N449.15

IAEA

IPSM

91

9:1

46

102.2
105
49

46.3

69.5
105:5

46.5

57.2,3,5
105:7

.643
.610

NCRP

R.O. Stds.

.615
.620

QA Guide

.636

QA Guide

.57
51
.620
.630

13

N13.4:3
N323:4

N13.4:5

9:1, V
110.3
7382.010

84-4191

105.2
57.2,3,5
69.2
57.2,3,5
69
91
105.4
105.5

9:1, V
110.7
150

150.5
133.2

46

91

N13.4:3
R.O. Stds.

110.3,6

69

3.3.3
Full Calibration Measurements
3.3.4
Periodic Spot Checks-Unit
3.3.5
Periodic Spot Checks-Facility
3.3.6
Daily Operational Checks & Tests
3.3.7
Leak Tests
3.3.8
Who Performs
4.0
Service and Maintenance
4.1
Critical Components

4.2
Service & Preventive Maintenance
4.2.1
Manufacturer's Responsibilities
4.2.2
In-house Service Activities
4.3.
Service Bulletins
5.0
CTPS
6.0
General & Risk-Related Information
6.1
Files & Forms
6.2
Inventories, Surveys, & Waste

.632

QA Guide

.634

N323:6
N323-.4.6,
4.7
N449.1:4
N323:4.6,
4.7
N323:4.6,
4.7

.634
.636

133.3

.59

102.5,2

.21
.632
.634
.605
.615
.620
.634
.636
.630
.632
.605

R.O. Stds.

N323:4
N323:5

I

87-4222
89-4165
7382.010

o

a
a.

o
13

N13.2:4.5
N449.1:4

133.4
0>

<

84-4191
7382.830
88-4226
90-4236

Ol

<§

.21
.22
N323:6

8

84-4191

00

R.O. Stds.

GMP Guide
510(k)
Guide
GMP Guide
3322
3375

.70
.59

CL

102.6

Cfl

9
0>

6.3
Training

6.4
Emergency Procedures
6.5
Incident & Accident Data & Occurrence
Reports
6.6
RSC/RS
6.7
Facility

Subpart J
.21
.900
.961
.410

71.2,4
105:5

N13.2:
5.2.1.2
.33
.13, .14
.21, .22
.23
.900, .901
.13

O

o

9:VIII

46.3
<

7382.010
88-4226

9:VIII

N13.2

N323:6

105.5,3
71.2
9:IH, VI

46

102.8
49,57

ctT"

<
CD

o
B
CO

2

a.

s

a.

9B:
CD

APPENDIX B:
FACILITIES AND EQUIPMENT

Appendix B. Facilities and Equipment
This appendix contains a technical description and equipment specifications of the Gamma Knife system, as well as
site planning criteria for Gamma Knife facilities. The contents of this appendix are adapted from materials provided
by Elekta Instruments.
General Technical Description
1. Equipment Specifications—Leksell Gamma Unit
2.

Physical Data

3.

Technical Description and Specification of the Leksell Gamma Unit
3.1

Central Body

3.2 Collimating System
3.3 Radiation Unit Shielding
3.4

Helmets

3.5

Operating Table

3.6

Trolley

3.7 Helmet Hoist
3.8 Helmet Storage
3.9 Stereotactic Head Frame
4.

Technical Description and Specification of Auxiliary Equipment
4.1 Control System
4.2 Control Panel
4.3 TV System
4.4 Audio Communication System
4.5 Hydraulic Equipment

5.

Technical Description and Specification of Dose Planning System

6.

Technical Description and Specification of Cobalt Supply
6.1

Sources

6.2 Radiation Protection
7.

Service

8.

Modifications
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GENERAL TECHNICAL DESCRIPTION
A general technical description of the gamma unit's main components is provided below:
RADIATION UNIT. The radiation unit contains 201 Cobalt-60 sources located in a heavily shielded hemispherical
central body. The beam from each individual source is collimated and converges precisely to the common focal
point at the center of the spherical radiation unit. Thus, if a target of cerebral tissue is located at the focal point, the
gamma radiation emitted by the sources creates a well-defined lesion. The absorbed dose in cerebral tissues
surrounding the target volume is minimized due to the geometrical distribution of the sources in combination with
the collimating system. The radiation unit is heavily shielded in order to provide adequate radiation protection for
the patient and hospital staff.
The gamma unit is provided with four collimator helmets, with collimators of different sizes. Each helmet contains a
set of collimators for identical gamma beams. By changing helmets, the size of a lesion can be varied. The
configuration of the dose distribution can be further varied by plugging individual beam channels.
OPERATING TABLE. The operating table consists of a frame, a sliding cradle and a collimator helmet support.
The sliding cradle, which rests inside the frame, constitutes the movable patient couch. The collimator helmet is
fixed to the cradle by means of the helmet support. Hydraulic equipment installed as a separate unit, is used to move
the sliding cradle into the treatment position in the radiation unit and to open and close the shielding door.
CONTROL PANEL. The control panel is located in an adjacent area separated from the treatment room. The
gamma unit is operated and supervised from the control panel. The treatment time is measured and displayed by two
independent timers which maintain treatment time, even in the event of a power failure. An interlock system
prevents operation of the unit if technical faults are present. The patient is supervised on a B/W TV monitor and an
intercom system is used for communications between doctor and patient.
COMPUTER SYSTEM. A specially designed stereotactic planning software program and a Digital Equipment
computer (Microvax II) are an integral part of the gamma unit. The program, KULA, is designed to calculate threedimensional dose distributions with high resolution.
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1. EQUIPMENT SPECIFICATIONS—LEKSELL GAMMA UNIT:
1) Radiation Unit including the charging of 201 encapsulated CO-60 sources with a total activity of 6000 Curie +/10% at the time of charging of the Cobalt sources.
2) Collimator Helmets
•

Collimator helmet with a final aperture of 4 mm

•

Collimator helmet with a final aperture of 8 mm

•

Collimator helmet with a final aperture of 14 mm

•

Collimator helmet with a final aperture of 18 mm

3) 100 Plugs (for Collimator helmet)
4) Operating Table
•

Operating table frame

•

Sliding cradle

•

Collimator helmet support

•

Patient elbow rests

•

Couch

5) Trolley
6) Helmet Hoist
7) Helmet Storage Table
8) Stereotactic Head Frame
•

Stereotactic coordinate frame with 4 vertical posts

•

1 set of aluminum fixation pins

•

1 set of carbon fixation pins

•

1 set of glass fiber fixation pins

•

CT Indicator with 3 indicator panels

•

MR Indicator with 4 indicator panels

•

X-Ray Indicator

9) Control Panel
10) TV System
•

TV camera

•

TV monitor mounted in the control panel

11) Audio Communication System
•

Microphone

•

Loudspeaker mounted in the control panel

12) Electric Box
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13) Hydraulic Equipment
•

Hydraulic unit

•

2 cylinders mounted in die operating tableframefor couch and shielding door

•

2 manual valves and 1 interlocking valve mounted in the operating table frame

14) Dose Planning System
Hardware
•

Digital Equipment Micro VaxII computer
Color Graphic terminal (GKS compatible), VT241

•

Monochrome terminal (VT200 compatible), VT220
Plotter (GKS compatible), LA210.
Printer, LVP166

Software
•

"Kula" three-dimensional dose planning software

15) Cobalt Supply
•

2.

201 encapsulated sources of Cobalt-60

PHYSICAL DATA
Overall Lengdi

4,600 mm (15'1")

Overall Width

1,650 mm (5'5")

Overall Height

1,725 mm (5'8")

Total Weight, approximate

18,000 kg (40,000 lbs)

Total Co-60 activity at time of loading of radiation unit

6,000 Curie +/-10%

Total Co-60 dose rate at the focal point at the time of

loading, approximate

300 rads/minute

Number of Co-60 sources

201

Mechanical Precision at Focal Point

+/-0.3 mm

Positioning Accuracy

+/-0.1 mm

Power Consumption, approximate

3.0 kW

Power Supply

110V,60Hz
440V, 3-phase, 60 Hz

Internal Operating Voltage

24VDC and 24V, 60 Hz

Hydraulic Pressure

60 Bar
30 Bar

Nitrogen Pressure in Accumulator
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3. TECHNICAL DESCRIPTION AND SPECIFICATIONS OF LGU
3.1

Central Body

The Central Body is a half-spherical body made of spherolitic cast iron, which contains the machined channels for
the collimating system and sources and attachments for helmets.
3.2

Collimating System

The central beam of the 201-beam array lies at a fixed angle of 55° to the horizontal plane. The other beams are
distributed in an arc of+/-48 from the central beam along the axis of the' patient and treatment table and +/-80
along the transverse axis. No primary beam is directed at the shielding door opening and therefore only scattered
radiation is emitted from the unit when the shielding door is open.
0

0

Each beam channel consists of a stationary collimator system located in the Radiation Unit and a final
interchangeable collimator situated in the helmet. When die helmet is in the treatment position, the entire collimator
system forms a conical channel with a circular cross-section. The shape of the channels is such that they diverge
from the source towards the focus. The focus point is located at the center of the volume in the space where the axis
of all beam channels intersect.
Each beam channel in the Central Body consists of a compound bushing containing a cavity for the encapsulated
Cobalt-60 source, a precollimator and a collimator.
Thefinalcollimator is placed in the helmet. Thefinalcollimator can be changed to a plug by use of a bayonet socket
in the helmet.
The plugs are needed to optimize die relationship between the shape of the cerebral target and die isodose
configuration. 100 plugs are included with the equipment.
The diameters of the four different collimator alternatives are 4,8,14, and 18 mm. In cerebral tissue the resulting
total spherical dose distributions, measured at the 50% isodose level, are approximately 5.4,10,18,22 mm,
respectively.
The drilling of the beam channels and the manufacturing of the compound bushings andfinalcollimators is such tha
the axis of each separate channel converges to the focus with a maximum tolerance of
+/-0.3 mm.
3.3

Shielding of Radiation Unit

In order to allow hospital staff into me immediate vicinity of me gamma unit for extended periods oftime,the
Radiation Unit has been heavily shielded. It is assumed that the room in which the gamma unit is installed is
separated from the rest of the treatment area.
The shield assembly of the Radiation Unit consists of the shielding base, the hemispherical shield, the shielding
door, the sump plug, the linkage, the rails and the pivot bearings. The shield assembly encloses the Central Body
with Co-60 sources, the collimating system, and a cavity into which the couch with helmet and patient is inserted
during treatment.
The base, the hemispherical shield and the sump plug are made of cast iron. The Central Body is bolted to me base
by four bolts.
The hemispherical shield fits over the Central Body. The base and the hemispherical shield are bolted together.
In order to reduce the amount of radiation emitted through the opening in the Radiation Unit, it is equipped with a
shielding door which is closed when the equipment is not in use. The shielding door is made of cast steel, pivots and
opens inward to admit the patient for radiosurgical treatment. The shielding door is operated by hydraulic force in
both directions. In its open position, the shielding door rests on a rubber-tipped steel shock absorber.
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3.4

Helmets

The gamma unit is provided with four Collimator Helmets, the collimators of different apertures. Each helmet

contains a set of collimators for identical gamma beams. Thus, by changing helmets, the size of the lesion can be
varied. The configuration of the dose distribution can be further varied by plugging individual beam channels.
The Collimator Helmet is made of spherolitic cast iron. The 201 channels for the final collimators of plugs are
drilled through the shell. There are two trunnions, one on therightside and one on the left side of the Collimator
Helmet. They are used for orientation and fixation of the patient's head into the helmet.
The helmet has four pins at the upper side, which align the helmet correctly to the Central Body. Each pin has a
conical part for centering and a cylindrical part for correct alignment. Both helmet and Central Body have precisionfinished surfaces for accurate contact. Two microswitches in the helmet verify correct contact.
At the underside of the helmet there are four guiding pins. When the helmet is placed on the helmet support, these
guiding pins fit inside theflexiblerubber mountings. A locking screw in each guiding pin secures the helmet to the
helmet support.
All four helmets including the equipment are identical except for the cross-section of thefinalcollimator apertures.
3.5

Operating Table

The Operating Table consists of a frame, a sliding cradle and a collimator helmet support. The sliding cradle, which
rests inside the frame, constitutes the movable patient couch. The Collimator Helmet is fixed to the cradle by means
of the helmet support. The movement of the sliding cradle into the treatment position in the Radiation Unit and the
opening and closing of the shielding door are carried out by hydraulics.
The Collimator Helmets are locked onto the support and the patient's head is brought into the helmet where it is
supported by two transverse fixation trunnions. The body of the patient rests on a resilient surface. At the start of the
operation, the patient is automatically moved into the Radiation Unit.
The helmet support is equipped withflexiblerubber mountings on which the helmet isfitted.On the helmet support
is a limit switch for indicating closed position of the helmet back cover shield. A patient intercom microphone is
fitted near die patient's head. At the rear end of the sliding cradle is a handle to be used when the sliding cradle is
manually pulled out of the Radiation Unit. Patient elbow-rests of transparent acrylic plastic arefittedon each side of
the sliding cradle.
The couch with the Collimator Helmet is supported on the Operating Table frame.
The base of the frame is made of steel sheet and the rails are made of stainless steel. The'frame is attached to the
Radiation Unit by means of screws and in the outer part supported by one leg, which has-two screws for horizontal
alignment when installing the unit. Hydraulic cylinders, linkages, cover belt, cable drag chain, valves, hydraulic
piping, microswitches, electric cabling and inductive meters for maneuvering and position indication of shielding
door and sliding cradle are housed in the frame.
The longitudinal top opening in the frame is covered by stainless steel sheets except for an opening of seven inches
for moving the sliding cradle. This opening is closed by a cover belt.
3.6

Trolley

The Radiation Unit is mounted on a Trolley with rollers on which it can be moved into the desired position when
installed or moved out for reloading.
,
When the gamma unit is installed in the correct position it is lifted and aligned horizontally on spacer plates, thus
relieving the rollers of the weight of the gamma unit until the next reloading.
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3.7

Helmet Hoist

The Helmet Hoist is used for mounting the helmet on the support of the sliding cradle and for exchange of helmets
including transport to andfromthe helmet storage table.
There are hoists to be usedfromeither the left or right side of the gamma unit. The hoist is movable onfreerollers.

3.8

Helmet Storage Table

Four helmets can be stored on the table.
The table and helmet supports are made of wood in order to avoid damaging the helmets.

3.9

Stereotactic Head Frame

Based on die Leksell Stereotactic System, this version of the Leksell Stereotactic Coordinate Frame has been
developed specifically for radiosurgical operations in the Leksell Gamma Unit. It consists of a base ring wim four
vertical posts: twofrontaland two occipital. Its design is coordinated with the Collimator Helmet design. It provides
good freedom of mobility of the patient's head inside the Collimator Helmet and may thus be used diroughout the
entire operative procedure, starting with the preoperative MR, CT or X-ray examination and ending with me actual
irradiation procedure.
Theframeis supplied with aluminum and glassfiberfixationpins which are used for the preoperative examination
and radiosurgical procedure.

4. TECHNICAL DESCRIPTION AND EQUIPMENT SPECIFICATION OF
AUXILIARY EQUIPMENT
4.1

Control System

Electric components and wiring are located in the control panel, the electric box, the operating table and the
hydraulic unit.
The Control Panel contains push buttons, pilot lamps, timers, TV and intercom systems.
The electric box contains relays, a transformer, rectifiers, a battery, power connections and terminals. The power
supply to the complete electric system is connected to this electric box.
The Operating Table includes microswitches for helmets and intercom, microswitches for movements of the
hydraulic cylinder, and a microswitch for the cover at the back of the helmet, cable drag chain and terminal box.
The hydraulic unit includes an electric motor, solenoids for hydraulic valves, a terminal box with printed circuit
card, and sensors for hydraulic pressure, oil level, oil temperature and oil filter congestion.
At the treatment room door(s) is a microswitch for interlocking TREATMENT START and initiating
TREATMENT STOP when the door(s) is open. In the treatment room is an emergency push-button with the same
functions. Beside me treatment door(s) is a lamp indicating RADIATION ON.
The TV camera is placed in the longitudinal direction of the Operating Table facing the patient and the shielding
door.
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4.2

Control Panel

The Control Panel is located in an adjacent area separatefromthe treatment room. The gamma unit is operated and
supervisedfromthe Control Panel. An interlock system prevents operation of the Unit if technical faults are present.
The Control Panel contains various push-buttons and pilot lamps in addition to pressure sensors connected to
microswitches and other electronic components built into the Operating Table and helmet support. Two independent
digital timers are mounted onto the Control Panel. An intercom system is used for communication with the patient,
who is also observed with a TV system.
4.3

TV System

The TV system consists of a TV camera, a monitor mounted on the Control Panel. The camera zoom lens and focus
can be adjusted with push-buttons on the Control Panel.
4.4

Audio Communication System

A microphone is mounted in the vicinity of the patient's head. This microphone is connected to the loudspeaker in
the Control Panel. All patient speech or sounds are heard continuously at the control panel.
4.5

Hydraulic Equipment

Hydraulic components are located on the hydraulic unit in the hydraulic room just outside the treatment room. The
two cylinders for couch and shielding door manipulation, two manual valves and one interlocking valve are located
in the operating table frame.
5. TECHNICAL DESCRIPTION AND SPECIFICATION DOSE PLANNING SYSTEM
5.1

Design Concept

The KULA dose planning system has been designed and developed in collaboration between the neurological clinic
at the Karolinska Hospital in Stockholm and the Uppsala University Data Center. The system is designed to meet the
following basic requirements:
a) The system is an integrated part of stereotactic radiosurgery, i.e., target points, etc., are expressed in
stereotactic coordinates, allowing the user to do all dose planning work in the most convenient way.
b) The system allows maximum flexibility when shaping dose distributions, i.e., it is possible to
superimpose several isodose curves and display them.

°

c) The system is interactive, and guides the user in a short and effective dialogue. In addition, it is
possible to obtain information on the questions posed by the system.
d) The user is able to make some modifications of the system, such as setting up color tables for plotting
and translating the dialogue into language other than English, etc.
e) The system is able to ran on a minicomputer under local control.

73

NUREG/CR-6324

Appendix B. Facilities and Equipment

5.2

Hardware

The KULA system requires the following hardware configuration which is supplied as part of the Leksell Gamma
Unit:
1) DIGITAL EQUIPMENT MICRO VAX II computer running under VMS, version 4.2 or later
2) Color graphic terminal (GKS compatible), VT241
3) Monochrome terminal (VT200 compatible), VT220
4) Plotter (GKS compatible), LA210
5) Printer, LVPL16
Elekta is free to change the hardware specification due to technical development.

6. TECHNICAL DESCRIPTION AND SPECIFICATION OF COBALT SUPPLY
6.1

Sources

Each one of the 201 sources located in the Radiation Unit is composed of about 20 Co-60 pellets 1 mm in diameter
and 1 mm in height. The pellets are contained in double stainless steel capsules with welded closures. Sources are
licensed and meet the ANSI standard N-542 for medical teletherapy sources.
As the time of loading the specific activity of the Co-60 is approximately 250 Ci/g and the total activity is 5,400 6,600 Ci. The half-life of Co-60 is 5.2 years.
6.2

Radiation Protection

The environmental requirement for the Unit is a clean but not sterile area with adequate light and ventilation. Poured
concrete surrounding the treatment room is required to protect against scattered radiation from the Unit.
7. SERVICE
7.1

Mechanical Hydraulic and Electrical Components

Mechanical hydraulic and electrical components must be serviced on site. Service after the end of the warranty
period is done by the Seller pursuant to the Repair Service Agreement.
7.2

Spare Parts

Only standard components are used for the hydraulic and electrical systems. Spare parts are supplied pursuant to the
Repair Service Agreement.
8. MODIFICATIONS
ELEKTA INSTRUMENTS, INC. RESERVES THE RIGHT TO MAKE CHANGES TO THE PRODUCT
SPECIFICATIONS AND EQUIPMENT COVERED THEREBY, AS LONG AS SUCH CHANGES DO NOT
HAVE A MATERIALLY ADVERSE PRACTICAL IMPACT ON THE USE OF THE LEKSELL GAMMA UNIT
FOR STEREOTACTIC RADIOSURGERY.
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LEKSELL STEREOTACTIC GAMMA UNIT

This document is intended to serve as a guideline for architectural and engineering
concerns relative to the configuration and location of a typical Gamma Knife Suite. It is
not intended as a substitute for the services of qualified design professionals, but as a
general description of the efficient design and construction of a functional facility.
1.

SUITE DESIGN

The suite design for the Leksell Stereotactic Gamma Unit ("Gamma Knife") is controlled
by a number of factors including:
1) The number and type of spaces necessary for the proper utilization of the
Unit;
2) The specific requirements of the treatment room itself, including:
- its structural design
- its use as a temporary hot cell for installation of the radioactive sources;
3) The specific mechanical and electrical requirements necessary for the proper
functioning of the suite.
Construction of a Gamma Knife Suite is no more cost intensive than an MRI facility or a
linear accelerator installation. Unlike MRI and linear accelerator installations, the total
square footage of a Gamma Kn'rfe is generally less because it is not so reliant on
.support activities. 1200-1500 square feet is a general area requirement for a Gamma
Knife suite. Two specific considerations of the Gamma Knife suite which affect the costs
are:
1) Logistics and timing requirements due to construction of the hot cell
and the loading of the Unit on site.
2) Like the linear accelerator, it is concrete-intensive.
However, from the point of view of mechanical and electrical requirements, finishes,
equipment, computers, and other aspects of health care construction, it is not highly
sophisticated.
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2.

THE FUNCTIONAL SPACE PROGRAM

Refer to enclosed principal layout. The type of spaces required for proper utilization of
the Gamma Knife includes:
2.1

Patient Preparation Area (approximately.9' x 14')

The Patient Preparation Area should be equipped to do all preparation of the patient
before the treatment (such as frame fixation) and stabilization of the patient after
treatment. The area should include all medical gas systems, counter and work area
(with handwashing), IV tracks and proper lighting.
2.2

Control Area (approximately 4' x 7')

The Control Area functions as a nerve center. The area contains all controls, alarms,
emergency shut-off unit and communication for the site.
2.3

Localization Room (approximately 10' x 12')

The Localization Room is an area for the neurosurgeon to review patient cases and,
together with the physicist, plan target areas and dosages.
2.4

Dosimetry Office and Computer Room (approximately 10' x 10')

The Dosimetry Office and Computer Room is for the physicist to plan the dose rate and
lesion configuration. The computer terminals, plotter and computer are housed in this
room.
2.5

The Hydraulic and Electrical Equipment Room (approximately 5' x 6.5')

The Hydraulic and Electrical Equipment Room must be adjacent to the treatment room
as hydraulic pipes will be connected to the Unit from the equipment in this room. This
room also acts as a junction box for the control wiring necessary between the control
station and the Gamma Unit itself. The hydraulic room must also be readily accessible
from the control station in the event of an emergency requiring manual operation of the
hydraulic unit
2.6

The Treatment Room (approximately 25' x 18' [h. 10' finished])

The Gamma Unit Treatment Room is the room within which the actual radiosurgical
procedure takes place. The room contains the Gamma Knife Unit itself, and the helmet
table. The room must have direct access from the control area. The entrance doors to
the room must be outside the radiation cone and adjacent to the control station.
2.7

The "Hot Cell" (8' x 10' interior, 13' ceiling height)

The "Hot Cell" is used to install the Co60 sources in the Gamma Unit. It must be of such
design to shield the 6000 curies of Co60 and allow loading operations to take place. It
will be used to load and reload the unit and if possible should be a permanent part of
the facility. The design of the "Hot Cell" is very site specific and must be worked out
with the Hospital's Radiation Physicist, Elekta and the Loading Contractor used by
Elekta.
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2.8

Offices (As needed depending upon location in the hospital.)

2.9

Structural Design of Gamma Unit Treatment Room and Hot Cell

The Gamma Knife weighs approximately 20 tons and rests on the floor at five points.
Four wheels on the central body chassis each support approximately 5 tons. The
support leg on the sliding hydraulic table carries a nominal load of approximately 0.5
ton. The equipment foundation and floor slab must be designed to accommodate
these loads.
The floor, walls and ceiling of the Treatment Room should be constructed of concrete to
provide radiation shielding for the cobalt sources imbedded in the central body of the
Gamma Knife. A reinforced floor slab should be considered for the room to facilitate
equipment movement during "hot cell" operations. Wall thickness can vary depending
on the geometry of the room, adjacent occupancies, final recommendations of the
hospital radiation physicist, and the hot cell requirements. The ceiling thickness will vary
depending on the same factors as the wall thicknesses.
The floor construction must include an 8 inch deep by 12 inch wide floor trench that
runs from the support leg on Gamma Knife hydraulic table to the hydraulic equipment
room.
A minimum clear finished height of 13 feet should be allowed between the floor and
underside of the structural ceiling to permit cobalt loading operations in the temporary
hot cell and the installation of a suspended ceiling to complete the interior finishes in the
treatment room. The design of the structural ceiling and walls must include the
openings, sleeves and embedments necessary for the temporary hot cell and any
mechanical or electrical services required in the finished treatment room.
The design must not permit any straight-through penetrations of the shielding walls and
ceiling. Where penetrations cannot be avoided, a double 90 degree offset should be
embedded within the wall or ceiling. Large plugs and infill panels should incorporate a
stepped-edge design detail.
The Radiation Unit is shipped fully assembled, weighs approximately 38,000 lbs., and is
approximately 6 feet in diameter. The cobalt source shipping container is another large,
heavy item that must be delivered to the site. The weight of the shipping container is
12,700 lbs.
The entire facility can be constructed of standard density concrete. High density
concrete mixes can be used to minimize thicknesses and provide equivalent shielding
where space limitations create a severe handicap, but construction costs may increase.
The entire structural design should be done in accordance with the applicable local,
state or federal regulations. It may also be necessary to obtain geotechnical test data
to ascertain the bearing capacity of the soils at and below the proposed site.
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2.9A

Hot Cell for Loading of Sources

The Gamma Knife is planned to be loaded with cobalt 60 sources into the central body
in a temporary hot cell constructed at the site. See loading layout. Erection of the
temporary hot cell will generally include:
1) Installation of a Hot Cell serving as loading area close to the treatment room.
2) Installation of a Hot Cell viewing window.
3) Installation of a pair of remote operator arms in the same wall as the window.
4) Installation of temporary power for Hot Cell lighting and ventilation.

5) Installation of hoisting equipment which will be used to open the lid of the
central body and cobalt source shipping cast during the loading
operations.

Design details for the temporary hot cell are generally site specific and must be closely
coordinated with the cobalt loading subcontractor during the layout and design phase
of the project. Items to be considered during the design will include:
1) Wall sleeves for remote operator arms
2) Wall sleeve and infill panel for the temporary hot cell window
3) Embedment plates or beams for mounting the temporary hoisting
equipment, and
4) Strategically located openings with concrete plugs for emergency
access during the loading operation.
It is strongly recommended that the hospital and their design professionals work closely
with Elekta Instruments and their cobalt loading subcontractor from the onset of the
project to incorporate the requirements for on-site loading (reloading) into the design of
the facility.
2.9B

Optional Space
1) Waiting Area
2) Office (Physician)
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3.

ENGINEERING CONSIDERATIONS

3.1

Mechanical Engineering

HVAC SYSTEMS
The entire Gamma Knife Suite should be air conditioned to maintain a design
temperature range of 72-78 degrees F and a minimum of 30% relative humidity in the
winter and a maximum of 55% relative humidity in the summer.
Special consideration of the temperature control in the Treatment Room is essential
since the patient's movements can be restricted for an extended period of time
depending on the exact length of the treatment and set-up time required. Remote
temperature set point controls that are operable from the control panel should be
considered.
The Treatment Room should be designed for a minimum of six (6) total air changes per
hour with provisions for a minimum of one (1) outside air change per hour. Reheating
of the supply air to the treatment room should be considered since the cooling load
within the space is minimal (primarily lighting load). The Gamma Knife is operated
hydraulically by remote equipment and, therefore, generates no heat within the
Treatment Room.
Air conditioning requirements for the balance of the rooms in a typical Gamma Knife
Suite are similar to other hospital ancillary spaces. HVAC systems serving patient areas
must be designed to meet, or exceed, minimum code requirements for patient areas
(viewing/control, dosimetry planning/computers) should be designed where the room
cooling load requirements are used to determine the supply air quantities. The
hydraulic equipment room does not need to be air conditioned, but it should be
ventilated to prevent excessive heat build-up around the electronic control cabinet and
the hydraulic unit.
PLUMBING SYSTEMS
The Gamma Knife Suite should have a handicapped accessible toilet room with
handwashing facilities. Handwashing facilities should also be provided in the patient
holding/preparation area. The Gamma Knife Unit itself requires no plumbing
connections.
MEDICAL GAS SYSTEMS
Installation of an oxygen, vacuum and air outlet should be considered for the patient
preparation area. Oxygen, vacuum, air, nitrous oxide and waste anesthetic gas
disposal outlets should be considered for the treatment room in the event that a patient
emergency condition arises. If the above gases are installed in the Suite, they should be
isolated from the control piping systems by zone valves in the corridor outside of the
Suite. . -
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Medical gas outlets, if installed, should be located near the patient's head position in the
patient preparation area and the treatment room. The outlets can be positioned to the
patient's left or right, as required by the medical or anesthesiology staff.
3.2

Electrical Engineering

POWER
The Gamma Knife requires a 440 volt, 3 phase, 15 ampere power feeder (approximately
3 Kw load) to the Gamma Knife electrical panel that is located in the hydraulic room. All
of the Gamma Knife peripheral equipment (control unit, hydraulic unit, closed circuit
television camera, infrared camera light, and control wiring for the door switch, control
wiring for the warning light and control wiring for the emergency power off switches) are
powered from the Gamma Knife electrical panel. The panel measures approximately
750 mm x 1000 mm x 200 mm and has a side-hinged front door. All of the cable and
conduit connections are on the bottom of the panel.
Two (2) emergency power off switches should be installed in the treatment room at
remote locations, preferably on the wall opposite the door and the wall at the foot end of
the patient table, to stop the procedure once it is started while attending personnel are
still in the room. Door switches should also be installed on the entrance door(s) to the
Treatment Room to prevent a procedure from starting if the door(s) are in open
position.
Normal emergency power is not required for the Gamma Knife since a loss of power
automatically triggers the accumulator on the sliding hydraulic table to withdraw the
patient and close the door on the central body. Emergency power is required within the
Suite for the TV-system, remote radiation system, intercom system, exit lights and
general lighting.
Dedicated circuits (110 volt, single phase) with common isolated ground or surge
protection receptacles should be provided for the dose planning computer (DEC Micro
Vax II) and the personal computer in the dosimetry room.
LIGHTING
Lighting in the treatment room should be designed to provide high general light levels
(50 F.C.) maintained on the floor for maintenance and housekeeping, and be splitswitched or on dimmer controls to provide a subdued, relaxing atmosphere during the
treatment procedure. Low brightness incandescent down lights or indirect perimeter
lighting should be considered.
Indirect or other low glare type lighting should be used in the dosimetry planning,
viewing and control areas since CRT's and television monitors will be used in these
areas.
General overhead fluorescent lighting can be used in the patient preparation area,
hydraulic room and computer room.
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A "Radiation in Use" warning light should be located outside the door to the treatment
room. The warning light should be powered independently through a relay that will be
controlled from the Gamma Knife electrical panel.
REMOTE RADIATION MONITORING (RRM)
A remote area radiation sensor should be installed in the Treatment Room on the wall at
the foot of the patient table. The monitor and alarm unit should be located at the control
desk. The RRM system should be powered with normal/emergency power.
RACEWAYS, CONDUITS AND PROVISION FOR COMPUTER HARDWARE
Empty conduits or raceways should be provided between the dosimetry planning
computer in the computer room and the peripheral equipment in the dose planning
office. Two 2-inch conduits should be installed. Data cable conduits (3/4 inch) should
be installed for each piece of portable computer equipment and at each work station.
PROVISIONS FOR TEMPORARY HOT CELL
Two (2) temporary 220 volt, 1 phase, 20 ampere circuits should be provided. One of
the circuits should be locally switched within the Gamma Knife Suite and terminate in
three (3) duplex receptacles inside the temporary hot cell for equipment. The second
circuit should terminate in two (2) duplex receptacles located near the hot cell window
and remote operator arm control handles. This circuit will power remote operator arms
that will be used during the loading process. Three (3) temporary 110 volt 1 phase
circuits are necessary for lighting and cameras used within the hot cell, but switched at
control arm location. In addition, a 440 volt, 3 phase, 20 amp circuit is necessary to
power the hoist used to open and support the upper shield section of the Gamma Unit
during loading procedures.
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4.

ARCHITECTURAL CONSIDERATIONS

As in many sophisticated treatment areas, the primary architectural problem is to
minimize the high technology feeling and maximize a quiet, uncluttered, restful
environment.
In plan, the uncluttered aspect of the suite can be heightened by the careful
arrangement of the spaces to provide a clean and unobstructed traffic pattern both for
the patient and professional staff. Separation of these patterns and minimizing crosstraffic problems is essential. The suite is not so large as to require a separate access
and egress door for staff, but the viewing, dosimetry, and control functions should be
placed to the rear of the suite to keep them out of the way of the patient entering or
leaving the suite. The treatment room should allow for easy movement of the helmets,
anesthesia functions should be located out of the traffic within the room.
There are two separate areas of consideration with respect to finishes. The staff area
requires high task lighting and easily maintained finishes. Given that the patient area
should be regarded as clean, all finishes should reflect the standard hospital
applications of materials for clean suites. Seamless sheet vinyl flooring with an integral
base is optional. Epoxy paint or stain resistant vinyl wall covering is optional for the
walls, and monolithic plaster ceilings are optional. All casework can be plastic laminate
finish. The emphasis in the patient area should be to avoid the institutional look of
stainless steel and high gloss finishes without compromising the ability to keep the area
clean.
If sheet vinyl flooring is used in the treatment room, the angle of maximum radioactivity
output can be installed in the floor finish to alert the staff of the area of high radiation
during patient treatment.
One source of concern is the finish on the trench cover. Equipment and heavy loads
will be rolled over the trench cover regularly, and care should be taken in the detailing of
the trench cover finish. Again, sheet vinyl flooring is an excellent cover material, in that it
is monolithic, and can be incorporated into the overall treatment room floor finish.
In general, the finish requirements are not sophisticated or exotic, nor are they
expensive. Careful thought on the maximizing of cleanliness and minimizing of the
institutional environment is all that is needed.
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Appendix C: Quality Control and Assurance

This appendix has samples of licensees' quality assurance and control protocols collected by the LLNL
team from various facilities during the QA assessment process. These model procedures were developed
by each licensee based on input from the manufacturer and on examples from other facilities. The
appendix is divided into a section on calibration and dosimetry and a section on QA/QC protocols. The
dosimetry and calibration practices typically conformed to AAPM Task Group 21 protocol. The QA/QC
protocols include several examples of daily, monthly, and annual checklists.
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GAMMA KNIFE DOSIMETRY

MEASUREMENT PROTOCOL
Hospital:

Date:

Total source activity Ci MBq, at date:
Name:

Ionization chamber PTW 233642 No. 2 8 2
Airpressure P.: /0/J

milibar

Temperature T.:

/ # $" degree Celsius /r,3

'C?

Warm up procedure > 10 minutes
Reading without exposure:

\oo3.

nC/min

O

-fiUtA-e^A-

Exposure: 18 mm helmet, spherical phantom
<- 16. f
Measurement
No.

Charge
nC

Time
Min.
/¥. S>~6
/ ¥* SS ~

2 9fr6h±
1
2
3
4
5

6. Wt
0-3^¥0-3?)"

st

t #.¥63

2&cv /31-o.i

l¥.5rs"

Average reading (R):

nC

Dosrate D (t) at center of the spherical phantom
D (t) = 1013 x f273.2+T) x 1.133 x 0.2334 x R
293.2
P
D (t) = 0.9136 x 273.2+T x R Gy min P
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27

AAPM Protocol: Ti«k Qfoup 21: A Protocol tor «b«orii«d do«« (rom hlQii-«n«rgy uatmi

^rAHMA-K/V/FfZ.
Worksheet (2) tor calculating the dose to water at d
(rom photon boams
Name:
. Date:
I.
Radiation source: Cc>-b(I.Cr/i~*.i \l«:4e,; Slated energy: Co -ft O, /»2. £
Ionization ratio:
Nominal accelerating potential:
(Sec. IV D)
(Fig. 3)
Phantom material (med): POLYXTTrtgAJg.
SSD:
H-Q
cm
2.
Collimatorfieldsize:. (g/v^/w,
cm ; Depth of measurement:
fl
3.1.
Dose to phantom material per monitor unit [Eq. (9)]:
mmK

.McV
.MV

1

'•w«tt

'•lo<i

'Vepli
M

3.2.

where U refers to accelerator monitor units, or time for a Co unit.
The chamber temperature T=
"2/2«c and pressure P —
~~) b O
.mmHg
at the time of measurement. The chamber signal M is normalized to 22 *C and 1 atmosphere using the factor:
r+273'C
760 mmHg _
\
295 *C
P
'Mean chamber signal per monitor unit (at the higher collecting potential, and normalized to 22 *C and 760 mmHg)
[M/U]C/monitorunit
0

3.3.

Q

.scale division/ •
monitor unit

or (Af/C/) =
3.4.

Cavity-gas calibration factor:
Chamber model: P P - n . f P

Wall material:

C-ZSl*

Wall thickness: Q.1TL.

Inner diameter:

g/cm*

3.5.

Stopping-power ratio (Fig. 2, Table IV):

(£/p)3J" =

3.6.

Wall correction factor [Eq. (10)]:
„ _ [a[L/p) £'iP ,/p)-%, +(1 - d g / p E S * ]

,_
. Gy/C or Gy/scale division.

_U13.

l

B

"""

CO/PIS'

Fraction of ionization from chamber wall (Fig. 7):

or =

If «>0.25, enter a and (1 — a).
If a < 0.25, enter a = 0 and proceed to 4.

Energy-absorption coefficient ratio (Table IX):
m

=£<„//« _ L 0 2 k
A- =
!

•s-C^/pffi"

4.

Ionization recombination correction (Sec IV C and Fig. 4):

5.

Replacement (gradient) correction (Fig. 5):

6.
7.1.

Dose to phantom material per monitor unit or per unit time,"
at point of measurement:
*>—/"«=
Dose to water per monitor unit, at d^ [Eq. (17)]:

7.2.

{O^/t/lXESCX^/pird'
P/100
Correction for excess scatter from acrylic phantoms (Table XIV): ESC = ,

7.3.

Energy-absorption coefficient ratio (Table XII):

7.4.

Percent depth dose at depth of measurement:
tJosc 10 water per moniior unit, at </„,„.:

A..,.,(at

7.5.

Q.q-L
0.09

£//>)£" =

Stopping-power ratio (Fig. 2, Table IV):

& /pK

<*) =

(1

0.*te6

<

» rcpl —

Q. ?<?S~

.^1Z

Gy/monitor unit

d ..)/U=
m

(|i /p)% ? = .
cll

c

I.Q*fa

P= , loo
£>_.,«, lat <•/„„.)/£/ = . O.^feOfc

%
G y / m o n i t o r unit

l " especially
-*"I l u ffor
f t . .short
I . ^ r i exposure
.
.tunes.
— Corrections
fr..
' Cubalt.60 units may liavc a nonlinear relationship between dose per unit time a l l d l i aKic.
should be made
m i n e ' I " method of Orton and Siebert (Kef. 5S|.

Modlcnl P l t y i l c i , Vol. 10. Ho. G. Mov/Oec 1063
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AAPM Protocol: Ta«k Group 21: A Protocol tor «b«ortMKt do»« from ht<jh-«n«rgy beams

25

Workshoot (1) for calculating tho cavity-gas calibration factor A/ „
0

Name:

Date: _

The cavity gas calibration factor is obtained from Eq. (6):
"... = N

x

a(L/p):i"ip „/p)Z„
c

+(l

-a)[L/pW(ji /p)?:
<n

p

When chamber wall and buildup cap are of the same material, a — 1.00.
When chamber wall and buildup cap are of different materials, a is obtained from Fig. I.
1. (a)

2.

Chamber model and serial number: C A P T a / r E C PR-OSP ttCH.

(b)

Cavity inside diameter:

i"

(c)

Wall material and thickness:

(d)

Buildup cap material and total wall plus cap thickness: .

(e)

Polarizing potential: ~*3 t~t- V

(a)

Calibration laboratory and date:

(b)

Cobalt-60 exposure calibration factor at 22 "C and 1 atmosphere:

0 7 k 6" ? k

mm
0>~Lt-

g/cm

2

r

C S"i>2g/cm

2

N=

R/C

x

OTN =

I/OPS'

x

3.

4.

5.

(a)
(b)
(c)

>

Charge per unit mass of air per unit exposure:
Average energy per unit charge:
Absorbed dose/collision fraction of kerma:

k = 2.5Bxl0~'
W/e = 33.7 J/C
y? . = 1.005

(a)

Ion-collection efficiency (obtained from NBS or ADCL, Sec. Ill D):
Wall-correction factor (Tables II or III):

(c)

Fraction of ionization due to electrons from chamber wall (Fig. 1):

(d)

Stopping-power ratio, wall/air (Table I):

(e)

Energy-absorption coefficient ratio, air/wall (Table I):

(f)

Fraction of ionization due to electrons from buildup cap:
Stopping-power ratio, cap/air (Table I):

(h)

Energy-absorption coefficient ratio, air/cap (Table I):

C/kgR

w u

(b)

(g)

R /scale division

A

=

A

=

loa

vM

a—

(L/p)*?—

O, 9 9 9
O.WOS
c

O. CiI • ft 0

ffica/p)^ =

I- OO

(I—cr) =

D.OU

p

(L//j)J* =
r

Pm^Kip =

J. / f ~20.9") fl

Cavity-gas calibration factor at 22 *C and I atmosphere:
N„ =
t

or N „ = P-^IH^X
t

NUREG/CR-6324

92

Gy/C
.Gy/scaledivision

CALIBRATION OF LEKSELl GAMMA UNIT

\0
•n)

Date:

Temperature:

Calibrated by:

Temperature/Pressure Factor:

Overlying
Thickness
1 (.cm)
i

Collimator
Si2e
(mm)

Chamber

Measuring
Instrument

Time
Set
(min)

Scale

In-Out
Rdg.
(div)

Pressure:

Readings
(Divisions)

Avg. Div.
Per Minute

Remarks

|

1

'

Temp./Pressure
Factor

Avg. Div./Min.
X

Chamber Factor
and TG-21 Factors *

Absorbed
Dose Rate

X

o
D

x

X

X

X

&

o
* TG-21 Factor
for muscle

or interlock and warning lights

Timer accuracy

Checked by

9

I
o
o

ites:

1
a-

Q

9

o

'89

7R

CALIBRATION OF LEKSELL GAMMA UNIT

Q
n
CO

1

H?

Date:

Temperature:

Calibrated by:

Temperature/Pressure Factor: I.OO^H 3k

to

T. */

V

Pressure: "75*Q

n
it
n
o

SAD
(cm)

Overlying
Thickness
Itm)

40

8.

Collimator
Size
(mm)

18

Measuring
Instrument

Scale

CMwitL-ldt

EtfA

Chamber

PROS?

Time
Set
(min)

In-Out
Time
(min)

h
£

1 I

X

X

X

X

8^r

<i.<r.<?

5<T"L
16O,180,ipo

i t

o.q^i

•

j

Absorbed
Dose Rate

T.bl.inrdL'

* TG-21 Factor
for muscle
Door interlock and warning lights
Notes:

6/8 9

C s w t U. ^ M O t l O ^ i P,*Vrl

/

Timer accuracy
TlttfiQS

1. 3)2> w^JCI_

I
o

l0«-)

Chamber Factor
and TG-21 Factors *
X

Remarks

13"?0

-i.

Temp./Pressure
Factor

Avg. D i v .
Per Minute

IWv.lwt
i

H
2,

Avg. Div./Min.
\b4Wt_
to

Readings
(Divisions)

O. P Q Vo

Checked by
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DAILY QUALITY ASSURANCE CHECKLIST
Method

Parameters
Inspection of
A.
Hydraulic Room
B.
Console Area
C.
Treatment Room

Visual
Visual
Visual

With Key, Turn Unit Power ON;
Turn Video Monitors ON and Survey
Meter ON; Verify that no one is present
in Treatment Room
A.
Lamp Test
B.
Verification of Timer Accuracy
Safety Mechanisms
A. Treatment Start Button
B. Treatment Stop Button

Activate and observe unit operate
Activate and observe that treatment
terminates.
Terminates "beam-on" when door is
opened; beam remains off when ddor
is closed.
Activate and verify couch stops.
Audible Check

C. Doorlnterlock
D. Emergency Interrupt
E. Microphone/Speaker
4.

Visual
Follow established procedure with
NIST calibrated digital timer

Check on console panel
A.
Power On
B.
Treatment YES
C.
TreatmentNO
D.
Radiation ON
E.
Shield Open
F.
Patientln
G.
Patient Out
H.
2k>om
I.
Focus Camera (2)
J.
Pump
K.
Hydraulic Reserve
L.
Warning
M.
Door Open
N.
Cover Open

Visual
Visual
Visual
Visual
Visual
Visual
Visual
Visual
Visual
Visual
Visual
Visual
Visual
Visual

5.

Radiation beam monitor with battery
back-up.

Follow established procedure.

6.

Portable radiation survey meter

Follow established procedure i.e. use check
source.

7.

Availability of Emergency Equipment

A. Long Allen Key
B. Crash Cart

Visual

C. Emergency Procedures

Visual
Visual

Set timer for 1 minute, initiate treatment

Verify proper treatment cycle and completion

NUREG/CR-6324
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DAILY QUALITY ASSURANCE
GAMMA KNIFE
1.

V i s u a l l y I n s p e c t H y d r a u l i c Room, C o n s o l e Area and T r e a t m e n t Room

2.

T u r n U n i t Power ON ( w i t h key)

Turn Video Monitors ON, Survey Meter ON, Take Check Source
3.

Enter Treatment Room, Place Check Source on Radiation Monitor
Verify In-Roora Monitor Flashing
,
Inspect Unit, .Verify Unit OK for Treatment
Open Cover at Rear of Helmet
Helmet #

4.

Exit Treatment Room, Verify No One in Room

5.

Verify Remote Radiation Monitor Flashing
"
Set Timers to 1-0 min and Reset
Perform Lamp Test, Verify all OK
Verify "Cover Open" light ON
Attempt Rx Start, Verify NO Treatment
..Enter Treatment Room

mm

-^

Close Cover at rear of Helmet, Verify Unit OK for Rx
Remove Check Source
6.

Exit Treatment Room, Verify No One in Room
Place Check Source on Survey Meter
Verify Survey Meter Reading 1-2-2-0 mR/hr
Turn Survey Meter OFF, Remove Check Source

7.

Reset Timers ( 1.0 min ), Initiate Treatment
With Couch in.Motion, Push Emergency Interrupt
Verify that Couch STOPS
Release Emergency Interrupt, Continue Treatment
During "Treatment YES", Push Treatment Stop
Verify that Treatment terminates
.
Open Room Door, Verify Rx CANNOT be Initiated

8.

Reset Timers ( 1.0 min ), Initiate Treatment
Verify Proper Treatment cycle & Completion

9.

Verify Proper Function of (3) Video Monitors
Verify Proper Function of Audio Communication (2-way).

10. Run and Verify KULA Daily Q.A. Test Protocol
Time for each shot = 1.00 min for Dose:
Date:

Gy

Tests Performed By:

Comments:
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LEKSELL GAMMA UNIT
DAILY QUALITY ASSURANCE CHECKLIST
Time

Date.
I.
Inspection:
A. Hydraulic Room:
B. Console Area:
C. Treatment Room
Problems:

II.

Lamp Test
Non-Functioning lamps:_

-

Yes
Yes
Yes

D
D

•

No
No
No

D
D
D

Yes

Q

No

•

B. Verification of Timer Accuracy: Yes D
No
D
(Set timer for 1.0 minute - verify accuracy with NIST calibrated Digital Timer)
Inaccuracy/Deviation:

in.

IV.

A. Safety Mechanisms: Functions Tested.
1. Treatment Start Button
Yes
2. Treatment Stop Button
Yes
3. Door Interlock
Yes
4. Emergency Interrupt
Yes
5. Microphone/Speaker
Yes
Problems:

D
•
0
D
D

No
No
No
No
No

D
D

•
•

D

Console Indicator Lights/Video Controls:
*Check each of the following functions on console panel: When applicable, set
timer for 3 minutes and operate unit
Power On
Treatment (Yes)
Treatment (No)
Radiation On
Shield Open
Patient In
Patient Out
Zoom
Problems:

Q
0

nD

Focus Camera (2)
Shield Closed .

•
D

Pump

aD

Hydraulic Reserve
Warning
DoorQpen
Cover Open

.•
•
•
D

V.

Primalert Radiation Moniton Flashing (Exposed)
Yes •
No 0
Problems:

VI.

Portable Survey Meter
Reading (mR/hr):
Problems:

VII.

Emergency Equipment:

Long Allen Key D
VIII. rtopcr Treatment Cycle:
Problems:
Report all problems to

•

Yes

0

D Curie Pie
with check source

Emergency Procedure.!?
No

Radiotherapy Physicist (

Checks performed hy:
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Not Flashing (Not Exposed)
Yes D No •

GM
at door

Crash Cart D
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LEKSELL GAMMA UNIT
DAILY QUALITY ASSURANCE CHECKLIST
Date:
Time:
Warm-Up Procedures:
A.
Lamp Test:
yes
no
Non-Functioning lamps:

II.

B.

Verification of Timer Accuracy:
yes
no
(Set timer for 1.0 minute - verify accuracy with NBS
Digital Timer)

A.

afety Mechanisms:

Functions Tested.

yes
yes
yes
yes
yes

Treatment Start Button
Treatment Stop Button
Door Inter Lock
Emergency Interrupt
Microphone/Speaker
Problems:

1.
2.
3.
4.
5.

no
no
no
no
no

III. *Check each of the following functions on console panel: When
applicable, set timer for 3 minutes and operate unit.
Power on
Treatment Yes
Treatment No
Radiation On
Shield Open
Patient In
Patient Out
Zoom
IV.

Primalert Radiation
Monitor (A.C. Power)

Focus Camera (2)
Shield Closed
Pump
Hydraulic Reserve
Warning
Door Open
Cover Open
Detector Exposed

Detector Not Exposed

Primalert Radiation
Monitor (Battery Pack)
Cutie Pie Survey Meter
(Standard Reading)

Cutie Pie Survey Meter
(Reading with check source)
Problems:

Report all problems to

Radiological Physics

Checks performed by:
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DAILY QUALITY
GAMMA KNIFE

ASSURANCE

1.

Visually Inspect Hydraulic Room, Console Area and Treatment Room

2.

Turn Breaker on at Side of Relay Box and then Unit Power ON (with key)
Turn Video Monitors ON, Survey Meter ON

3.

Enter Treatment Room
Inspect Unit, Verify Unit OK for Treatment
Open Cover at Rear of Helmet . . . . Helmet #. .

4.

Exit Treatment Room, Verify No One in Room
Set South Camera to Visualize Radiation Monitor.
Set Timers to 1.0 min and Reset
y
Perform Lamp Test, Verify all OK
Verify "Cover Open" light ON
Attempt Rx Start, Verify NO Treatment

mm

.

5.

Enter Treatment Room
Close Cover at rear of Helmet, Verify Unit OK for Rx

6.

Exit Treatment Room, Verify No One in Room

7.

Place Check Source on Survey Meter
Verify Survey Meter Reading 1.8-2.4 mR/hr (cover off)
Turn Survey Meter OFF, Remove Check Source
Reset Timers (1.0 min), Initiate Treatment
Verify that Radiation Monitor in room is flashing. . . .
With Couch in Motion, Push Emergency Interrupt
Verify that Couch STOPS
Release Emergency Interrupt, Continue Treatment
During "Treatment YES", Push Treatment Stop
Verify that Treatment terminates
After Shield Door closes,
Verify that Radiation Monitor stops flashing. .
Open Room Door, Verify Rx CANNOT be Intiated. . .
Reset Timers (1.0 min ), Initiate Treatment

8.

[if
y^
^
S
i/

/£>

/

f

'
^
S.
y

Verify Proper Treatment Cycle & Completion .
9.

Verify Proper Function of (3) Video Monitors
Verify Proper Function of Audio Communication (2-way)

10.

Run and Verify KULA Daily Q.A. Test Protocol

Date:

Tests Performed By:

Comments:

NUREG/CR-6324
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DAILY CHECKLIST FOR THE WEEK OF

Chore

SUN

MON

TUE

WED f/io/i FRI

SAT

Radiation Monitor
Back up Power
Hand Held Monitor
Battery
Response
Emergency Off
In Room

On Console
Hydraulic Switch
Cutoffs
Hydraulic Pressures
Door Interlock
Timer Terminates
Exposure
Visual and
Audio Systems
Helmet Microswitches
Lamp Test
Emergency Timing Circuit
Helmet Hoist

Ini tial.3
Notes
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MONTHLY SPOT CHECK PROCEDURE

The following text describes the procedures for the various items on the Monthly
Spot Check report form.
1.

Time since last Daily Q.A.

If the Daily Q.A. procedure has not been performed within the previous 10 days,
due to clinical inactivity, this must be performed as part of the Monthly Spot
Check.
2.

Beam Condition Indicators

The Beam Condition Indicators should perform as indicated on the
accompanying sheet. Any discrepancies should be noted and corrective-action
pursued.
3.

Door Interlocks

When the door to the treatment room is open, verify that the "Door Open" lamp
on the control console is ON. Confirm that the door interlock prohibits treatment
if open, and that the Treatment Stop cycle is initiated if the door is opened
during treatment.
4.

Emergency Off Buttons

The two Emergency Off buttons are located at the left of the console area and in
the treatment room adjacent to the Unit (on room entrance side). The test shall
confirm that the Stop Treatment cycle is initiated when either Emergency Off

button is depressed during treatment. Note that the in-room test requires that an
individual remain in the treatment room for the initiation of treatment.
5.

Postings

Confirm that the Notice To Employees, Emergency Procedures, and Safety
Instructions are posted at the control console.
6.

Emergency Release Rod

Confirm that the Emergency Release Rod is in its proper location, mounted on
the wall immediately South of the. unit.

NUREG/CR-6324
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7.

Trunnions, Accuracy vs. X-frame test tool

Mount the X-frame jig in the Helmet currently attached to the unit. Confirm that
both sets of trunnions read within 0.2mm of 100.0mm. Refer to previous
Monthly Spot Checks and alternate this test over the four helmets.
8.

Helmet Inspection and Shim Test

Each Helmet shall be carefully inspected to verify that all collimators are correct
and properly rotated to prevent accidental displacement (important for posterior
collimators).
Inspect the trunnion support assembly of each helmet for mechanical integrity.
Each Helmet shall be tested with and without 0.1mm brass shims on the
docking surface of the helmet. This test may alternately be performed with the
helmet on the LGU, or by using the alignment ring and test circuit. Confirm
normal operation without shims. Confirm that with shims in place the treatment
cycle terminates within 2 sec of the normal Treatment Yes phase. If using
alignment ring and test circuit, confirm proper operation with and without shims.
9.

Power Loss/Restart

During Treatment YES phase, note readings on Timers and turn key OFF.
ConfifffUhat Treatment Stop cycle is initiated and that couch is fully ejected.
Activate levefi in hydraulic room and confirm that shielding door closes' fully
jurrdBrrefflaining reserve pressure. Return lever in hydraulic room to normal
position. Turn Key ON. Confirm that Timers correctly maintain readings that
existed at the time of power loss. Confirm that treatment can be continued
properly once reserve pressure has been established.
10.

Couch Motion "Safety Timer

To test that the timer is functional, one should initiate a procedure as noFmal,
allowing the radiation door to open and the couch to begin its movement. One
should then depress the "emergency interrupt" button, thereby halting the
couch. This does not disrupt the timer, nor the signal lamp functions at the
console. After approximately 2 minutes from treatment start, the "patient in"
white light lamp will stop blinking and go out. The "patient out" white lamp will
begin to blink indicating that the system has timed out and is attempting toabort
the procedure. Releasing the "emergency interrupt" button at this time will allow
the system to withdraw the couch and close the radiation door. If the
"emergency interrupt" button is depressed before the couch begins its
movement, the unit will open the radiation door, the timer will run its course and
the unit will close the radiation door without the release of the "emergency
interrupt" button.
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On the monthly spot check form record the time from "start treatment" to timeout,
as described above.
11.

* Backup Battery-Radiation Monitor (required @ 6 months)

Disconnect in-room Radiation Monitor from line voltage supply. Conduct
subsequent ionization measurements with monitor operating on battery backup.
Confirm proper operation.
12.

Ionization Measurements

Conduct ionization measurements with intrumentation and setup as noted. The
phantom orientation is shown on the attached diagram. The Time Sets listed
are arbitrary. However, alternate time sets must fulfill the requirements for
testing Timer Error, Constancy, and Linearity. After determination of the
temperature/pressure correction, calculate the dose delivered during each time
set. Note that the final column of Dose Rate requires calculation of the Timer
Error, dt, before its completion.
13.

Timer Accuracy

For the 15 min time set, confirm the accuracy of the Timers at regular intervals
against the wall clock or a watch. Demand overall agreement within 10 sec
(approx. 1%) over 15 min period.
14.

Timer Error

Using appropriate Dose values, calculate the Timer Error using the formalism
given. Expect dt approximately = 0.03 min. **

15.

Constancy

Constancy is to be evaluated by considering the range of doses delivered in
four separate irradiations with identical time sets. The constancy determined in
this way is expected to be less than 2%. **
16.

Linearity

Linearity is to be evaluated by considering the range of Dose Rates determined
for different time sets. The linearity determined in this way is expected to be
less than 2%. **
17.

Current Measurement of OUTPUT

The value taken for the current measured Output is the Average Dose Rate
determined in item 11.
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18.

Last Full Calibration - Output Decayed to Today

Record data from the last full calibration of the Unit. A full calibration is required
at least annually. Compare today's Output (average Dose Rate) determination
vs. the Last Full Calibration dose rate decayed to today. The decay factor is
determined using half-life of Co-60 = 5.263 years.
Expect that the absolute value of the % difference of today's output from the
decayed calibration value should be less than 2%. **
19.

KULA - Dose Planning System - Treatment Time Determination

A dose calculation shall be run on the KULA dose planning system for the
following reference condition: 18mm Helmet, unplugged, 100 Gy delivered to
Center (Note, not Maximum) of 16cm diameter spherical phantom. Print

protocol for this calculation and attach 3rd page to this report. Complete the
comparison of dose rates as indicated on Spot Check report form. Expect
KULA dose rate to agree within 2% of the decayed calibration dose" rate.' **
**************************************************************************************

If determined value exceeds expected tolerance, the discrepancy should be
confirmed or negated by additional measurements. If confirmed, additional
documentation must accompany the report regarding the resolution of the
discrepancy and/or the impact on subsequent clinical use of the Leksell Gamma
Unit.
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Monthly Spot Check

Date:

-

-

Leksell Gamma Unit, Model U23016,
Co-60 sources, General Electric, Model AB Elekta 43047, s/n 1-201
*

JAN

*

FEB

MAR APR MAY JUN JUL AUG SEP OCT NOV DEC

1. Time since last Daily Q.A. :
days (must be <10)
2. Beam Condition Indicators: . . . .OK? Y / N
(see procedure diagram)
3. Door Interlocks: LT/RT.
OK? Y / N
door open - no Rx; Rx - door open - Rx term
4. Emergency OFF buttons:
OK? Y / N
At Console, In Room; - Term Rx
5. Postings:
OK? Y / N
NRC, Emergency, Safety
6. Emergency Release Rod:
OK? Y / N
7. Trunnions: L1/R1, L2/R2
OK? Y / N
4mm, 8mm, 14mm, 18mm
8. Inspect Helmets/Shim Test:. . . .OK? Y / N
4mm, 8mm, 14mm, 18mm
9. Power Loss/Restart
Rx Stop & Timer Backup:. . . .OK? Y / N
10. Couch motion Safety Timer: . .OK? Y / N
Time Start Rx to Timeout:
sec (<120s)
11. *Radiation Monitor Battery Backup (@ 6 mos). . .OK? Y / N
Comments:
Instrumentation:
Keithley Electrometer, Model 35614 s/n 15182
ion Chamber, Model IC10 s/n 754
(ADCL Calibration, Date: June -1991)
Bias: - 100%
Chamber at focus of 18mm Helmet, at center of 16cm diameter polystyrene phantom.
Electrometer: Coulomb scale. ECF=eIectrometer correction factor
Temp:
C, Pressure:
mm, TP = (273 + T)/295*760/P =
Dose to water = RDG * ECF * TP * 2.171 x 1 0 cGy =
cGy
10
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LGU Monthly Spot Check

RDG

12.TimeSet
frnin)

DOSE{RDG*

Date:

DOSE RATE
(Dose/(t+dt)}

}

(cGy/min)

(i£- £l ioQyi
8

M

H

AD1
AVG Of 1.0
Doses

1.0

1.0
1.0
1.0

"D4

M

4.0
10.0
*15.0

13.* For 15' set, check Timers vs. wall clock or watch:.. OK? Y / N
14. Timer Error:

dt=(4*AD1-D4)/(D4-AD1)=

{<10s}
{>0.0}
min {<05}

15. Constancy: Consider four 1.0' Doses: 100%*(Max/Min - 1 ) =
16. Linearity: Consider DOSE RATE: . . 100%* (Max/Min-1)=
17. Output:
Avg. value of DOSE RATE =
cGy/min

% {<2%}
%{<2%}

18. Last Full Calibration: Date:
Timer Error:
min, Calibration:
cGy/min
Days since last calibration:
days {<365}
Decay Factor: exp {-0.0003602 * t (days)} =
Decayed Calibration
=
% Difference, Today's Output vs. Decayed Cal. =
18. KULA: Time for 30Gy Reference Treatment:
min
Kula Dose Rate:

(3000cGy/time) =

% Difference, KULA Dose Rate vs. Decayed Cal. =

cGy/min
% {<3%}
cGy/min
% {<2%}

Comments:
Performed By:
Medical Physicist:^
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MONTHLY SPOT CHECK MEASUREMENTS REQUIRED

NUREG/CR-6324

1.

Timer constancy

2.

Timer linearity

3.

On-off error

4.

Stereotactic frames

5.

Localization devices

6-12.

Safety checks

13.

Machine output in phantom with 18 mm Helmet

14.

Alignment (using Leksell test tool)

15.

Microswitch test (using Leksell test tool)
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I.KKSKI.I. GAMMA UNIT - MONTHLY SPOT CIIKCK
S = S A T I S FACTORY

U = UNSATISFACTORY

S

1.

Timer Constancy

2.

Timer

3.

On-Off

4.

S t e r e o t a c t i c Frames & Acces.

5.

L o c a l i z a t i o n Devices

6.

Door I n t e r l o c k

7.

Helmet S w i t c h e s / S t o p s

8.

Beam C o n d i t i o n L i g h t

9.

U

COMMENTS

Linearity
Error

(Trunnions)

a.

A t Console

b.

A t Door ( R a d i a t i o n i n - u s e l i g h t )

Viewing Systems
a.

T . V . Console

b.

T . V . H y d r a u l i c Room

c.

T . V . Cabinet

10. Communication System
1 1 . Emergency Off B u t t o n s
a.

On c o n s o l e

b.

On s i d e w a l l

c.

on back wall

12.

Room M o n i t o r

13.

Machine Output
a.

I n Phantom w i t h 18 mm Helmet

b.

Measured Value

c.

A n t i c i p a t e d Value

d.

% Difference

14.

Alignment Check (using Leksell test tool)

15.

Microswitch Test (using Leksell test tool)

SIGNATURE

PRTJ^OM

DPOPnowTMr
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Appendix C: Quality Control and Assurance
LEKSELL GAMMA UNIT

Monthly

Spot-Check

CO-60 M o n t h l y O u t p u t

Check

Year
JAN.

FEB.

MAR.

APR.

MAY

JUNE

JUL.

AUG.

SEP.

OCT.

NOV.

DEC.

Date performed:
Licensee

NRC License No.

Unit Mfg.

/_

y_

Exp. Date

Model No. Gamma
Knife System

Leksell

Model U23 016, SN8
Source Mfg.

General
Electric

Model No. AB Elekta
Model
430.47

Electrometer
Mfg.

Capintec

Model No. 192

Serial No.
48645708

Ion Chamber
Mfg.

Capintec

Model No. PR05-P

.Serial No.
Cll.076596

Last date of ADCL Calibration/Intercomparison/Comparison

Month:

NUREG/CR-6324

Year:
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-2-

S = SATISFACTORY

U = UNSATISFACTORY

S
1.

Timer Constancy

2.

Timer Linearity

3.

On-Off Error

4.

Stereotactic Frames & Acces.

5.

Localization Devices (Trunnions)

6.

Door Interlock

7.

Helmet Switches/Stops

8-

Beam Condition Light

9.

a.

At Console

b.

At Door (Radiation in-use light)

U

COMMENTS

Viewing Systems
a.

T.V. Console

b.

T.V. Hydraulic Room

c.

T.V. Cabinet

10. Communication System
11. Emergency Off Buttons
a.

On console

b.

On side wall

c-

on back wall
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-3-

S = SATISFACTORY

U = UNSATISFACTORY
S

12.

Room Monitor
a.

On A/C Line

b.

Emergency Line

c-

Monitor Light at Console

13 - Emergency Instructions Posted
14.

NRC Postings

15.

Emergency-Release Rod

16.

Operational Survey Meter

17.

Machine Output
a.

In Phantom with 18 mm Helmet

b.

Measured Value

c.

Anticipated Value

d.

% Difference

SIGNATURE OF PERSON PERFORMING SPOT CHECK

SIGNATURE OF TELETHERAPY PHYSICIST
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Monthly Spot Check
NRC
Leksell Gamma Unit Model
GE Sources Model i
Date:
Performed by.

Capintec Electrometer Model 192 SN:
Capintec Chamber Model PR05P SN:
ADCL Calibrated:
Comments

1.
2.
3.
4.
5.
6.
7.
8.
9.
10.

Timer Constancy
Timer Linearity
On-Off Error
Timer Termination of Exposure
Stereotactic Frames & Acces.
Localization Devices (Trunnions)
Door Interlock
Helmet Micro Switches
Couch Movement Time; Emergency Timing Circuit
Beam Condition Light
a. At Console
b. At Door (Radiation in-use light)

11.

Viewing Systems

12.
13.

a. T.V. Console
b. T.V. Hydraulic Room
c. T.V. Cabinet
Communication System
Emergency Off Buttons
a. On Console
b. On side wall
c. On back wall

14.

Room Monitor
a. On A/C line
b. Emergency Line (Annual Test)
c. Monitor Light at Console

15.
16.
17.
18.
19.
20.
21.

Emergency Instructions Posted
Availability of Operating Instructions
NRC Postings
Emergency-Release Rod
Operational Survey Meter
Leak Test
Machine Output
a.
b.
c.
d.
e.
f.

In Phantom
Measured Value
Anticipated Value
Difference as % of (d.)
Computer Output
% difference

Double Checked by:
Date:
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LEKSELL GAMMA UNIT
FULL ANNUAL CALIBRATION

The Leksell Gamma Unit is provided with four different helmets, with
collimator sizes of 4, 8, 14, and 18 mm diameter. The treatment planning

system (KULA) provided by ELEKTA, Inc. requires only the output of the
18 mm collimator to be entered into the software of the treatment planning
system. This is the output in Grays per minute at a SAD of 400 mm and at
a depth of 80 mm in a water equivalent phantom. To determine the
radiation output we use a Keithley Model 616 Digital Electrometer coupled
to a Capintec PR-05P mini-chamber.
This chamber has a 0.07 ml active volume and an outside diameter of 6.4
mm. Since the 100% isodose diameter for the 4 mm, 8 mm, and 14 mm
collimators are much less than the outside diameter of the PR-05P minichamber it is physically impossible to measure the output directly for these
three collimators with an ionization chamber. The output for these three
collimators can be calculated by using the collimator factors supplied by
the manufacturer of the Leksell Gamma Unit which are incorporated into
the provided software. The collimator factors as determined by ELEKTA
are as follows:
18 mm
14mm
8mm
4 mm

1.000
0.984
0.956
0.800

An indirect method using film, TLD's, or diodes is used to verify the
collimator factors for the four different sizes. If the results agree within ±
5% of the values supplied by ELEKTA, then no change is made in the
treatment planning system's software. If the results differ by more than
5% from ELEKTAjrvailues, then ELEKTA will be contacted and a
cesolulion of the differences made.

NUREG/CR-6324
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To verify the linearity of the Leksell Gamma Unit timer output,
measurements are made with an ion chamber with the 18 mm helmet for a
number of different periods of time. Linear regression analysis is
performed with time assigned to the x-axis and the ion chamber reading
assigned to the y-axis. The correlation coefficient should be 0.999 or
better if the timer is linear. The linear regression analysis provides the x
intercept which is a measure of the on-off error. The on-off error is a
result of the time required for the patient to move into and out of the
treatment position. This results in a small absorbed dose, approximately
0.1 Gy, to the patient which is referred to as the "transport dose".and is
determined by calculation of the y intercept of the linear regression
analysis.
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FULL CALIBRATION MEASUREMENTS REQUIRED

Parameter

Method

Specifications

1.

Timer Constancy

NIST calibrated timer

±0.1 min.

2.

Timer Linearity

Ion Chamber

Correlation
Coefficient of 0.9999

3.

On-Off Error

Ion Chamber

±0.01 min.

4.

Machine output in phantom
with 18 mm Helmet

Ion Chamber

±3%

5.

Spatial Absorbed Dose
Distribution

Him

± 1 mm on 50% line

Film

±0.3 mm

Film, TLD's or Diodes

±^gsiRm. X

a. XAxis
b. YAxis
c. ZAxis
6.

Radiological Determination
of Focal Point
a. XAxis
b. YAxis
c. ZAxis

7.

Determination of Collimator
Factors
a. 4 mm Helmet
b. 8 mm Helmet
c. 14 mm Helmet

NUREG/CR-6324
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LEKSELL GAMMA UNIT
Annual Calibration
Date Performed:

NRC License #45-00034--3 0

Licensee-Univ. of VA

Exp. Date
July 31, 1993

Unit Mfg.

Leksell

Model No. Gamma
Knife System
Model U23016, SN8

Source
Mfg.

General
Electric

Model No. AB Elekta
Model
43047

Capintec

Model No. 192

Serial No.
48645708

Capintec

Model No. PR05-P

Serial No.
Cll.076596

E1ectrometer

Ion
Chamber

Last date of ADCL Calibration:
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-2S = SATISFACTORY

U -

UNSATISFACTORY
S

1.

Timer Constancy

2.

Timer Linearity

3.

On-Off Error

4.

Stereotactic Frames & Acces.

5.

Localization Devices (Trunnions)

6.

Door Interlock

7.

Helmet Switches/Stops

8.

Beam Condition Light

9.

a.

At Console

b.

At Door (Radiation in-use light)

Viewing Stations
a.

T.V. Console

b.

T.V. Hydraulic Room

c.

T.V. Cabinet

10.

Communication System

11.

Emergency Off Buttons

12.

l.'i .

U

a.

On Console

b.

On Side Wall

c.

On Back Wall

Room Monitor
a.

On A/C Line

b.

Emergency Line

c.

Monitor Light at Console

Emergency Instructions Posted
,..
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-3-

S = SATISFACTORY

U = UNSATISFACTORY

. .U. ...COMMENTS.
14.

NRC Posting

15.

Emergency-Release Rod

16.

Operational Survey Meter

17.

Machine Output
a. In phantom with 18 mm
Helmet
b. Measured Value
c. Anticipated Value
d. % Difference

18.

Spatial Absorbed Dose
Distribution
a. X Axis
b. Y Axis
c. Z Axis

19.

20.

4 mm Helmet

Radiographical Determination
of Focal Point
a. X Axis
b. Y Axis
c. Z Axis

4 mm Helmet

Determination of Collimator
Factors
a. Measured Value
14 mm Helmet
b. ELEKTA Value
14 mm Helmet
c. % Difference
d. Measured Value
8 mm Helmet
e. ELEKTA Value
8 mm Helmet
f. % Difference
ex. Measured Value
4 mm Helmet
h. ELEKTA Value
4 mm Helmet
i. % Difference

SIGNATURE OF PERSON PERFORMING ANNUAL CALIBRATION

SIGNATURE OF TELETHERAPY

PHYSICIST
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APPENDIX D:
EXAMPLES OF WRITTEN EMERGENCY PROCEDURES

Appendix D: Examples of Written Emergency Procedures

This appendix includes three representative Gamma Knife facility emergency procedures acquired during
the quality assurance assessment process.
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• IVCGION O F RADIOLOGICAL

PHYSICS

LEKSELL GAMMA UNIT
EMERGENCY PROCEDURES
1.

If power failure occurs during irradiation, the couch will
automatically be removed out of radiation unit. The shielding
door is then to be closed by manually shifting the SHIELDING
DOOR CLOSURE lever on the hydraulic unit in the hydraulic roomClosing of the shielding door is prevented by an interlock
until the couch is fully removed. After closure of the
shielding door, entry to the treatment room is allowed.

2.

If hydraulic pump failure occurs during treatment, there is
enough reserve pressure to complete the treatment and
stop-treatment cycle. If reserve pressure is not enough,
the operator shall enter the hydraulic room and reestablish
pressure with the hand pump. If the hydraulic failure is
due to an electrical failure which affects the couch
microswitches, the operator must also shift the SHIELDING
DOOR CLOSURE lever on the hydraulic unit after the patient
couch has exited and before the shielding door can be closed
by means of the hand pump. Assuming continued power to the
control panel, however, the main controls will give information
about status of the unit during hand pumping.

3.

If there is not sufficient reserve pressure, the stop-treatment
cycle is automatically initiated. The pressure level at which
point the hydraulic pump is activated during the treatment cycle
is sufficient to complete the stop-treatment cycle. In the
event reserve pressure is not sufficient at any time during the
treatment cycle and the pump fails to restore sufficient
hydraulic reserve pressure within one minute, the stop-treatment
cycle is automatically initiated.

4.

If the hydraulic system fails and it is not possible to withdraw
the couch and to close the shielding door with hand pumping,
manual removal of patient can be effected by the following means:
a) Enter treatment room.
b) Pull out handle at foot end of couch.
c) Two persons have to retract the couch to the outermost
position by manual force.
d) Remove patient from helmet fixation trunnions and bring
him out of high level radiation area.
e) After removal of patient from the treatment room, close
the treatment room door and secure the room.
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5.

6.

f)

The radiologist or physicist in charge shall immediately
report to and request assistance from the radiation safety
officer. All persons present inside the'treatment room
shall be under control of the radiation safety officer.

g)

Contact Elekta Instruments for repair assistance.

If the couch gets stuck in the radiation unit and it is not
possible to withdraw it with hydraulic hand pumping or manual
retraction, patient must be brought out manually from high
level radiation area by the following means:
a)

Loosen the bolt locking one or both head fixation trunnions
with the special long Allen key.

b)

Push out the loosened head fixation trunnion.
head will then be released from fixation.

c)

Remove patient from high level radiation area.

d)

After removal of the patient from the treatment room,
close the treatment door and secure the room.

e)

The radiologist or physicist in charge shall immediately
report to- and request assistance from the radiation safety
officer. All persons present inside the treatment room
shall be under supervision of the radiation safety officer.

f)

Contact Elekta Instruments for repair assistance.

Patient's

Any repair requiring personnel to enter the treatment room
while the shielding door is open shall be performed under the
direct supervision of Elekta Instruments in consultation with
the University of Virginia radiation safety officer.
IMPOREANT PHONE NUMBERS:
Elekfca (Atlanta Office)
Radiation Safety office
Business
Home
Radiological physics

NUREG/CR-6324
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LEKSELL GAMMA UNIT
EMERGENCY PROCEDURES
1. If POWER FAILURE occurs during irradiation, the couch will
automatically be withdrawn from the unit. The shielding door is then
to be closed by manually shifting the SHIELDING DOOR CLOSURE lever on
the hydraulic unit in the hydraulic room. Closing of the shielding
door is prevented by an interlock until the couch is fully removed.
After closure of the shielding door, entry to the treatment room is
allowed.
2. If HYDRAULIC PUMP FAILURE occurs during treatment, there is enough
reserve pressure to complete the treatment and stop-treatment cycle.
If reserve pressure is not enough, the operator shall enter the
hydraulic .room and re-establish pressure with the hand pump. If the
hydraulic failure is due to an electrical failure, which affects the
couch microswitches, the operator must also shift the SHIELDING DOOR
CLOSURE lever on the hydraulic unit after the patient couch has exited
and before the shielding door can be closed by means of the hand pump.
Assuming continued power to the control panel, however, the main
controls will give information about status of the unit during hand
pumping.

3. If there is not sufficient reserve pressure, the stop-treatment cycle
is automatically initiated. The pressure level at which point the
hydraulic pump is activated during the treatment cycle is sufficient
to complete the stop-treatment cycle. In the event reserve pressure
is not sufficient at any time during the treatment cycle and the pump
fails to restore sufficient hydraulic reserve pressure within one
minute, the stop-treatment cycle is automatically initiated.
4. If the hydraulic system fails and it is not possible to withdraw the
couch and to close the shielding door with hand pumping, MANUAL REMOVAL
OF PATIENT can be effected by the following means:
a)
b)
c)
d)
e)
f)
g)

Enter the treatment room;
Pull out handle at foot end of couch;
Two persons have to retract the couch to the outermost position
by manual force;
Remove patient from helmet fixation trunnions and bring him out
of high level radiation area;
After removal of patient from the treatment room, close the
treatment room door and secure the room;
Immediately report to and request assistance from the radiation
safety officer;
Contact Elekta Instruments for repair assistance.
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EMERGENCE PROCEDURES (Continued)
LEKSELL GAMMA UNIT
Page:
2
5. If the couch gets stuck in the radiation ynit and it is not possible
to withdraw it with hydraulic hand pumping or manual retraction,
patient must be brought'out manually from high level radiation area by
the following.means:
a)

Loosen the bolt locking one or both head fixation trunnions with

b)

the special long Allen key (hanging on the treatment room wall);
Push out the loosened head fixation trunnion. Patient's head
will then be released from fixation;

c)
d)
e)
f)

Remove patient from high level radiation area;
After removal of the patient from the treatment room, close the
treatment door and secure the room;
Immediately report to and request assistance from the radiation
safety officer;
Contact Elekta Instruments fqr repair assistance.

6. Treatment may be terminated and the couch withdrawn at any time by
hitting the TREATMENT STOP button on the control console or any of the
3 REP EMERGENCY STOP buttons located in the treatment room (2 buttons)
and next to the control console (1 button). Motion of the couch may
be completely stopped by hitting the EMERGENCY INTERRUPT button on the
control console. The couch remains motionless until this button is hit
again to relase.
7. The FLASHING YELLOW STROBE LIGHT is a warning that the patient couch
has not fully retracted from the unit within approximately 90 seconds
from treatment stop. In this case take action immediately to remove
the patient.
8. Any repair requiring personnel to enter the treatment room while the
shielding door is open shall be performed under the direct supervision
of Elekta Instruments in consultation with the Hospital of the Good
Samaritan radiation safety officer.
IMPORTANT PHONE NUMBERS

Elekta (Atlanta)

Radiation Safety Officer:

Consulting Medical Physicist:

NUREG/CR-6324

126

Appendix D: Examples of Written Emergency Procedures

EMERGENCY PROCEDURES
A. Power failure during treatment (reserve hydraulic pressure available)
-couch is automatically removed from unit
-authorized person closes shielding door on unit manually by shifting a "door
_ closure" lever on the hydraulic unit
-if the power failure is momentary, treatment can be restarted, do NOT reset timers
-if extended power failure, remove patient from fixation, call Radiation Oncology
Physics.
B. Hydraulic pump failure during irradiation
i. full reserve pressure - continue treatment
ii. low reserve pressure - authorized person shall initiate "stop-treatment" cycle
-if there is also electrical failure, shift the "door closure" lever after the couch has
exited the unit
-if the shielding door does not close completely, establish pressure with hand
pump in hydraulic room
Hi. minimal reserve pressure - "stop-treatment" cycle begins automatically
iv. no reserve pressure two individuals must manually remove the patient by the following means:
-enter treatment room
-pull out handle at foot end of couch
-retract couch with manual force
-remove patient from helmet fixation trunnions
-remove patient from room
-close door, secure area
-call Radiation Oncology Physics
v. no reserve pressure - couch stuck in unit
-enter treatment room
-loosen bolt locking one or both head fixation trunnions with the special long
Allen key
-push out the loosened head fixation trunnion. Patients head is now released
from fixation.
-remove patient from room
-close door, secure area
-call Radiation Oncology Physics and Radiation Safety
C.
Radiation Monitor Alarms Other Than During Treatment Cycle
- immediately inspect status of shielding door,
i. if door is OPEN, remove all individuals
ii. call Radiation Oncology Physics and Radiation Safety
iii. if door is CLOSED, use survey meter to measure radiation level at
location of room monitor (normal: < 0.1 mR/h) and in front of shielding
door at rear of helmet (normal: < 20 mR/h). If measured radiation levels
exceed expected values, remove all individuals from room, secure area,
contact Radiation Oncology Physics and Radiation Safety. If measured
levels are normal, suspect malfunction of radiation monitor. Contact
Radiation Oncology Physics.

Radiation Oncology Physic?

Radiation Safety (EH&S)
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SAFETY

INSTRUCTIONS

OPERATION
A.

Before initiating treatment a visual inspection of the treatment room shall
confirm that no one other than the patient is in the treatment room.

B.

If the Emergency Interrupt is employed to stop couch motion and the
patient must be attended towhile the shielding door is open, those
individuals entering the room shall limit their exposure by attention to the
demarkation of the scatter radiation cone and minimizing time in the
room, consistent with patient care.

C.

If the couch motion has been stopped with the Emergency Interrupt and
the treatment room entered, or if a door interlock interruption occurs, the
operator shall confirm that no one other than the patient is in the
treatment room before continuing treatment.

D.

If treatment is stopped, manually or by power failure, the treatment times
(elapsed and remaining) are preserved on the timers. If treatment is
restarted, the timers are nol to be reset.

E.

Report immediately any abnormal unit operation to Radiation Oncology
Physics.

Radiation Oncology Physics

NUREG/CR-6324
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Appendix E: Sample Facility Training Program
EXHIBIT VII
PERBONNBIi TRAINING PROGRAH
1.

Schedule for Training

Training will be provided by: personnel from the Division of
Radiological Physics:
a.

Before an employee assumes duties with or in the
immediate vicinity of radioactive materials,

b.

Annually as refresher training for all employees, and

c.

Whenever

a

significant

change

occurs

in

duties,

regulations, or the terms of the NRC license.
2.

Description of the Training Program
Training will be sufficient to ensure that:
a.

Individuals who work in or frequent restricted areas are
instructed in the items specified in § 19-12 of 10CER
Part 19, and

b.

Individuals

whose

duties

may

require

work

in

the

immediate vicinity of radioactive materials are informed
about radiation hazards and appropriate precautions.
3.

Content of the Training Program
The program of instruction will include:
a.

Pertinent terms and conditions of the NRC license,
including procedures developed as a prerequisite for
obtaining the license and commitments incorporated into
the license by condition.

b.

Appropriate response to emergencies or unsafe conditions,
including participation by appropriate staff in "dry
runs" of emergency procedures conducted as a part of the
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initial and annual refresher training.
c.

Areas where radioactive material is used or stored.

d.

Potential hazards associated with radioactive material.

e.

Radiological safety procedures appropriate to the duties
of the employee.

f.

Pertinent NRC regulations.

g.

The

obligation

of

all

personnel

to

report

unsafe

conditions to the radiation safety officer.
h.

The right of all personnel to be informed of radiation
exposure and bioassay results.

i.

The locations where the licensee has posted or made
available notices, copies of regulations, and copies of
pertinent licenses and license conditions (including
applications and applicable correspondence) as required

by 10CFR Part 19.
4.

Records that Document: Training

Records of initial and refresher training will be
maintained by the Division of Radiological Physics until the
NRC terminates the teletherapy license and will include:
a.

The name of the individual who

conducted the

training,
b.

The names of the individuals who received the
training,

NUREG/CR-6324

c.

The dates and duration of the training session, and

d.

A list of the topics covered.
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